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Abstract 

A  method  of  3-axis  satellite  attitude  determination  utilizing  six  body-fixed  light 
sensors  and  a  3-axis  magnetometer  is  analyzed.  A  Helmholtz  cage  is  designed,  built, 
and  tested  to  provide  a  dynamic,  3-axis,  uniform  magnetic  held  to  cancel  the  Earth’s 
magnetic  held  and  create  an  environment  similar  to  the  geomagnetic  held  a  satellite 
would  experience  on-orbit.  A  CubeSat  is  provided  the  inertial  magnetic  vector  and 
“Sun”  vector  which  are  combined  with  data  from  the  light  sensors  and  magnetometer 
in  a  CubeSat.  Attitude  is  estimated  on-board  the  CubeSat  via  the  optimal  fast 
quaternion  estimation  algorithm.  The  capabilities  of  the  Helmholtz  cage  including 
the  uniformity  of  the  produced  magnetic  held  are  examined  as  well  as  the  accuracy  of 
the  on-board  attitude  determination.  The  results  show  that  a  support  column  in  the 
vicinity  of  the  cage  impacts  the  uniformity  of  the  magnetic  held.  The  desired  +/-  2 
Gauss  magnetic  held  was  achieved  in  two  of  three  directions  and  the  cage  is  equipped 
to  simulate  a  dynamic  magnetic  held  as  would  be  experienced  in  orbit.  Attitude 
determination  with  the  OFQEA  is  achieved  to  within  +/-  6°  of  error. 
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CUBESAT  ATTITUDE  DETERMINATION  AND 
HELMHOLTZ  CAGE  DESIGN 

I.  Introduction 

1.1  Background 

Earth  orbiting  satellites  provide  large  area  coverage  and  global  access  to  users. 
Several  examples  of  satellite  products  available  include  communications,  weather  data, 
scientific  data,  navigational  data,  and  intelligence  data  [12,  p.  14],  In  rare  cases,  the 
attitude,  or  the  orientation  of  the  spacecraft,  requires  very  little  accuracy.  More 
commonly,  a  satellite  may  need  to  point  an  antenna  in  a  specific  direction  or  an  on¬ 
board  imagery  payload  may  have  to  point  and  track  a  specific  location  on  Earth. 
As  a  driver  in  a  car  must  determine  his  or  her  location  in  order  to  decide  how  to 
get  to  a  final  destination,  a  satellite  must  determine  its  current  attitude  in  space  to 
ascertain  if  it  is  in  the  desired  attitude  or  if  it  must  make  changes  to  attain  a  desired 
attitude.  The  spacecraft  subsystem  that  performs  this  determination  is  called  the 
attitude  determination  subsystem  (ADS). 

In  the  last  decade,  CubeSats  have  become  a  popular  method  for  universities 
and  now  government  agencies  to  test  attitude  determination  subsystems  as  well  as 
other  subsystems  and  payloads.  CubeSats  come  in  a  variety  of  sizes  ranging  from  1U 
to  3U  or  10  cm  x  10  cm  x  10  cm  to  10  cm  x  10  cm  x  34  cm,  respectively.  These 
small  satellites  have  many  of  the  same  components  and  subsystems  as  their  larger 
brethren,  but  CubeSats  surrender  capabilities  and  performance  in  order  to  achieve 
a  shorter  schedule  and  lower  cost  than  larger  satellites.  CubeSats  are  often  used  to 
test  technologies  of  lower  technical  readiness  levels  (TRLs)  before  satellite  companies 
or  government  organizations  decide  to  invest  money  in  furthering  the  technology. 
Meanwhile,  students  at  the  universities  gain  technical  know-how  and  some  experience 
with  the  design  and  build  processes  which  they  can  utilize  in  their  future  careers  in 
the  space  industry. 
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The  CubeSat  used  in  this  research  is  an  engineering  development  unit  (EDU), 
also  referred  to  as  a  “test”  CubeSat,  as  it  is  not  capable  of  operating  in  space  primarily 
dne  to  the  use  of  non-space  rated  components  and  immature  software.  The  EDU 
CubeSat  does  possess  a  communication  and  data  handling  subsystem  (C&DH),  power 
subsystem  (EPS),  an  attitude  control  subsystem  (ACS)  which  consists  of  reaction 
wheels,  and  an  ADS  as  prevalent  in  many  satellites.  The  ACS  and  ADS  combine 
to  form  the  attitude  determination  and  control  subsystem  (ADCS).  Attitude  control 
is  highly  dependent  upon  attitude  determination.  The  ADS  of  the  CubeSat  in  this 
experiment  relics  upon  Sun  sensors,  represented  by  ambient  light  sensors,  and  a  3- 
axis  magnetometer.  The  combination  of  Sun  sensors  and  a  3-axis  magnetometer  is 
not  uncommon  for  satellites  [13,14], 

Testing  the  Sun  sensors  requires  only  a  light  source  such  as  a  flashlight.  Testing 
the  magnetometer  requires  being  able  to  modify  the  magnetic  field  in  the  vicinity  of 
the  magnetometer.  Control  of  the  magnetic  field  can  be  performed  along  one  axis 
with  a  Helmholtz  coil  which  generates  a  controllable  magnetic  field  within  the  center 
of  the  coil  when  current  passes  through  the  coil.  3-axis  control  of  a  magnetic  field 
can  be  achieved  via  a  Helmholtz  cage  which  generates  a  magnetic  field  in  the  same 
manner  as  the  single-axis  control  coil;  however,  the  cage  uses  three  pairs  of  coils  which 
are  orthogonal  to  each  other  to  control  the  magnetic  field  in  all  three  axes.  Helmholtz 
coil  concepts  and  cages  are  described  in  detail  in  Chapter  11. 

1.2  Problem  Statement 

The  Air  Force  Institute  of  Technology  (AFIT)  is  progressing  towards  developing 
CubeSats  for  launch  and  operation.  Based  on  current  designs  and  research  efforts,  it 
is  very  likely  that  the  CubeSat  will  have  an  ADCS  that  is  dependent  upon  sensing 
the  geomagnetic  field  in  space  via  magnetometer  and/or  use  the  geomagnetic  field  to 
torque  the  spacecraft  via  torque  coils.  As  a  preliminary  step,  it  is  vital  that  AFIT 
begin  testing  attitude  determination  algorithms  and  have  the  ability  to  simulate  the 
on-orbit  geomagnetic  field.  Robust  testing  can  be  achieved  by  testing  an  attitude 
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determination  algorithm  on  the  available  CubeSat  and  building  a  Helmholtz  cage 
for  testing  the  magnetometer  and  simulating  the  on-orbit  environment.  Testing  the 
attitude  determination  algorithm  and  building  the  Helmholtz  cage  will  also  enable 
validation  of  future  control  algorithms. 

The  requirements  are: 

1.  The  attitude  determination  algorithm  shall  be  implemented  on  a  3U  CubeSat 

2.  The  Helmholtz  cage  shall  enable  testing  on  a  CubeSat  as  well  as  possible  future 

CubeSat  designs 

(a)  The  cage  must  generate  a  uniform  magnetic  field  within  a  volume  large 
enough  for  CubeSats  with  deployables 

(b)  The  cage  must  be  able  to  simulate  a  dynamic  on-orbit  geomagnetic  field 

(c)  The  cage  must  be  able  to  cancel  the  ambient  magnetic  field 

(d)  The  cage  shall  generate  a  magnetic  field  large  enough  to  provide  dynamic 
testing  of  the  magnetometer 

(e)  The  cage  shall  enable  possible  future  ADCS  testing 

1.3  Research  Focus 

The  primary  objectives  of  this  research  effort  are  to  design  and  build  a  Helmholtz 
cage  capable  of  generating  a  magnetic  field  of  +/-  2  Gauss  (G)  in  any  direction  and  to 
test  an  attitude  determination  algorithm  on  the  test  CubeSat  which  utilizes  two  indi¬ 
vidual  vector  measurements.  The  selected  AD  algorithm  was  only  proven  in  simula¬ 
tion  and  not  verified  in  hardware  except  for  a  brief  journal  article  where  the  algorithm 
was  combined  with  a  Kalman  filter  for  estimation  of  human  body  orientation  [15,16]. 
Secondary  objectives  include  dynamically  simulating  the  geomagnetic  field  a  satellite 
would  experience  in  orbit  utilizing  predicted  geomagnetic  field  data  from  Satellite 
Tool  Kit  (STK)  as  well  as  analyzing  the  performance  of  the  magnetometer  and  Sun 
sensors  on-board  the  test  CubeSat  should  they  be  used  in  future  designs. 
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1.4  Methodology 


The  Helmholtz  cage  was  designed  by  first  surveying  cages  made  by  other  schools 
and  commercially  available  cages.  The  completed  cage  with  the  CubeSat  on  a  test 
stand  in  the  middle  of  the  cage  is  shown  in  Fig.  1.1. 


+y 

East  i  North 
+Z 

Down 


CubeSat 


X  Axis 
Coils 


Z  Axis 
Coils 


Test  Stand 


Y  Axis 
Coils 


Figure  1.1:  AFIT’s  Helmholtz  Cage  with  Test  CubeSat  and  Test  Stand  at  Center 

Dynamic  closed-loop  control  of  the  cage  is  achieved  entirely  with  MATLAB.  A 
MATLAB  script  opens  a  STK  scenario,  pulls  the  geomagnetic  field  report  from  the 
scenario,  checks  the  ambient  magnetic  field  in  the  cage  with  the  truth  magnetometer, 
calculates  the  current  required  in  each  coil  to  obtain  the  geomagnetic  held  from  the 
scenario,  commands  the  coils’  power  supplies  via  the  gpib  command  to  the  required 
current,  and  then  verifies  that  the  desired  magnetic  held  is  achieved  before  proceed¬ 
ing  to  the  next  desired  magnetic  held  in  the  scenario.  An  attitude  determination 
algorithm  was  selected  by  surveying  suggested  algorithms  in  text  books  and  journal 
papers.  The  optimal  fast  quaternion  algorithm  (OFQEA)  as  described  in  [16]  was 
selected  as  the  algorithm  has  only  been  proven  for  satellite  attitude  determination  in 
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simulations,  and  it  is  an  optimized  algorithm  that  can  be  coded  onto  the  CubeSat  with 
relative  ease.  The  algorithm  was  implemented  on  the  Arduino  open  source  platform 
on  the  test  model  CubeSat.  Attitude  determination  testing  utilized  flashlights  as  a 
light  source  and  the  Helmholtz  cage  to  generate  a  controlled  magnetic  field  in  combi¬ 
nation  with  the  on-board  Sun  sensors  and  magnetometer.  The  attitude  was  calculated 
on-board  the  CubeSat  with  the  results  and  raw  data  being  stored  on  a  computer  for 
later  comparisons  and  analysis.  The  test  CubeSat  is  pictured  in  expanded  view  in 
Fig.  1.2. 


Battery  Board  C&DH  Board 

Figure  1.2:  Expanded  View  of  Test  CubeSat 


The  expanded  view  of  the  CubeSat  displays  the  outer  casing  with  Sun  sensors 
at  left,  the  outer  casing  of  the  reaction  wheel  assembly  at  right,  and  the  C&DH,  EPS, 
battery  board,  and  reaction  wheel  assembly  in  the  middle. 

1 . 5  Preview 

Chapter  II  includes  background  information  on  the  use  of  simulated  satellites 
and  CubeSats  for  technology  demonstrations  as  well  as  sensors  utilized  for  attitude 
determination  on  satellites  large  and  small.  Chapter  II  also  discusses  in  depth  the 
Earth’s  magnetic  field  including  what  causes  the  magnetic  field  and  how  the  magnetic 
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field  is  affected  by  celestial  events.  Chapter  II  also  covers  the  design  of  Helmholtz 
cages  and  coils  and  provides  a  brief  synopsis  of  some  cages  that  have  been  built  to 
date.  Finally  Chapter  II  explores  attitude  determination  algorithms  and  divides  them 
into  two  categories:  deterministic  and  optimal.  Focus  is  on  the  optimal  fast  quater¬ 
nion  estimation  algorithm  (OFQEA)  as  proposed  in  [16]  and  the  TRIAD  method  as 
described  in  [13,14,17,18]-  Chapter  III  discusses  the  design  of  the  AFIT  Helmholtz 
cage  and  the  implementation  of  the  selected  attitude  algorithm  as  well  as  the  test 
setup  for  testing  both  the  cage  and  the  algorithm.  Chapter  IV  presents  an  analysis  of 
the  ability  of  the  cage  to  attain  the  desired  +/-  2  G  magnetic  field,  the  ability  to  zero 
the  ambient  magnetic  field  within  the  cage,  and  the  ability  to  represent  the  geomag¬ 
netic  field  a  satellite  could  experience  on-orbit.  Chapter  IV  also  includes  an  analysis 
of  the  linearity  of  the  on-board  magnetometer,  the  effects  of  the  reaction  wheel  on  the 
magnetometer,  and  offsets  associated  with  the  selected  magnetometer.  Finally  Chap¬ 
ter  IV  presents  an  analysis  of  the  accuracy  of  the  attitude  estimation  as  computed 
via  the  OFQEA  on-board  the  CubeSat  versus  a  simulation  via  TRIAD  using  the  raw 
data  from  the  CubeSat  attitude  sensors.  Chapter  V  provides  final  conclusions  as  well 
as  recommendations  for  future  work. 
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II.  Background 

This  chapter  will  discuss  CubeSats,  different  sensors  used  for  attitude  determination, 
the  utilization  of  Helmholtz  cages  to  simulate  the  geomagnetic  held  in  the  space 
environment,  and  several  different  attitude  determination  algorithms.  This  chapter 
also  provides  the  theory  and  knowledge  that  was  incorporated  into  the  design  of  the 
cage  and  the  implementation  of  the  attitude  determination  algorithm  in  this  research. 

2.1  Simulated  Satellites 

The  test  CubeSat  utilized  in  this  research  effort  is  an  example  of  a  simulated 
satellite.  Simulated  satellites  provide  the  opportunity  for  researchers  and  satellite 
developers  to  test  satellite  hardware  and  software  on  the  ground  where  issues  can  be 
easily  resolved  and  subsystems  can  be  more  easily  analyzed,  rather  than  launching 
an  untested  satellite  and  hoping  that  Murphy’s  Laws  can  be  evaded.  The  CubeSat 
described  in  this  chapter  and  used  in  this  experiment  is  even  more  simplified  than 
some  simulated  satellites  because  the  majority  of  parts  are  not  space-rated.  However, 
it  has  many  of  the  subsystems  that  most  satellites  require  including  the  Electrical 
and  Power  Subsystem  (EPS),  attitude  determination  and  control  subsystem  (ADCS), 
telemetry,  tracking  and  command  (TT&C),  command  and  data  handling  (C&DH), 
and  structures  [12].  The  CubeSat  is  approximately  10  cm  x  10  cm  x  34  cm  or  3U. 

Many  CubeSats  have  been  built  and  launched  like  QuakeSat  from  Stanford 
which  tested  earthquake  precursor  sensing  [19]  and  GeneSat-1  from  NASA  and  Santa 
Clara  University  which  housed  a  micro-laboratory  [20].  Delh-C3  from  the  Delft  Uni¬ 
versity  of  Technology  is  another  example  of  a  3U  CubeSat.  Control  for  Delh-C3  is 
composed  of  hysteresis  rods  which  were  tested  via  a  Helmholtz  cage  similar  to  the  one 
described  in  this  research  [9].  The  University  of  Michigan  (U-M)  also  had  a  3U  Cube¬ 
Sat  called  the  Radio  Aurora  Explorer  (RAX)  which  studied  the  formation  of  magnetic 
field-aligned  plasma  irregularities  in  the  lower  polar  ionosphere.  The  students  at  U-M 
also  built  a  Helmholtz  cage  to  calibrate  the  magnetometers  and  simulate  the  on-orbit 
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geomagnetic  environment  [10].  Both  the  U-M  and  TU  Delft  cages  will  be  discussed 
in  further  detail  in  this  chapter. 

The  CubeSat  for  this  experiment  was  designed  and  tested  in  a  traditional  univer¬ 
sity  10  week  quarter  and  then  built  in  the  following  10  week  quarter  in  2011  without 
the  intent  of  launch  but  rather  to  gain  experience.  The  course  is  designed  to  give 
students  an  understanding  of  each  of  the  subsystems  and  how  they  integrate  with 
each  other.  The  course  also  provides  the  opportunity  to  learn  about  common  prob¬ 
lems  that  spacecraft  face  like  surviving  launch  and  the  harsh  environment  of  space 
as  well  as  meeting  constraints  of  cost,  schedule,  and  performance.  The  end  result  of 
the  program  is  that  the  individuals  who  were  in  the  course  will  be  able  to  make  in¬ 
formed  decisions  in  their  future  work  managing  space  programs  for  the  United  States 
Air  Force.  Before  designing  a  CubeSat,  students  at  any  university  have  to  determine 
what  sensors  they  wish  to  incorporate  into  the  design.  Available  sensors  are  described 
in  the  next  section. 

2.2  Attitude  Sensors 

This  section  will  present  attitude  determination  sensors  utilized  today  for  at¬ 
titude  determination,  but  first  it’s  important  to  understand  the  need  for  multiple 
sensors.  The  basic  representation  of  a  satellite  is  a  rigid  body  with  3  rotational  de¬ 
grees  of  freedom  (DOF)  about  a  body  frame  {b}.  The  body  frame  {b}  rotates  and 
translates  with  the  satellite  as  compared  to  the  inertial  frame  {i}  which  is  a  non¬ 
rotating  frame.  The  inertial  frame  is  an  important  frame  of  reference  if  the  attitude 
of  the  spacecraft  is  to  be  related  to  any  other  element  in  3-D  space.  These  reference 
frames  are  depicted  in  Fig.  2.1. 

Limited  attitude  knowledge  can  be  estimated  if  the  satellite  only  has  one  sensor. 
Imagine  a  satellite  has  a  Sun  sensor  with  the  purpose  of  detecting  the  Sun  and  its 
line  of  sight  is  along  the  63  axis  of  the  satellite  as  shown  in  Fig.  2.1.  If  the  CubeSat 
is  oriented  with  respect  to  the  Sun  with  the  body  frame  Sun  vector  sj,  colinear  with 
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Figure  2.1:  CubeSat  Reference  Frame  Unit  Vectors  with  Sun 


63  as  shown  in  Fig.  2.1,  then  the  angle  0  cannot  be  determined.  If  the  Sun  was 
completely  out  of  view  none  of  the  angles  (0,  0,  or  6)  could  be  determined.  By 
adding  another  type  of  sensor  and  by  selecting  the  proper  combination  of  sensors,  full 
attitude  determination  capability  is  possible  [11]  [12,  p.  375].  Different  sensors  vary 
in  levels  of  accuracy  and  cost.  Possible  sensors  will  be  discussed  next. 

Options  for  attitude  sensors  in  satellites  include  Earth  sensors,  Sun  sensors,  star 
sensors,  gyroscopes,  and  magnetometers  [21],  As  an  overview,  the  attitude  determi¬ 
nation  accuracy  of  each  of  these  sensors  is  listed  in  Table  2.1. 

Table  2.1:  Attitude  Sensor  Accuracies  [11] 


Sensor 

Accuracy 

Earth  Horizon 

0.05°  GEO 
0.1°  LEO 

Sun 

0.01° 

Star 

0.0005° 

Gyroscope 

0.001o/hr 

Magnetometer 

N/A 

All  of  the  sensors  in  Table  2.1  will  be  described  in  detail  in  the  rest  of  this 
section,  but  note  that  the  Attitude  Determination  Subsystem  (ADS)  on  the  test 
model  CubeSat  relies  solely  upon  six  Sun  sensors  and  a  3-axis  magnetometer. 
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Earth  horizon  sensors  can  sense  the  radiance  of  the  horizon  providing  attitude 
determination  accuracy  of  0.05°  at  a  geostationary  orbit  (GEO)  or  0.1°  at  a  low 
Earth  orbit  (LEO)  [11].  The  horizon  sensors  typically  consist  of  four  components:  a 
scanning  mechanism,  an  optical  system,  a  radiance  detector,  and  signal  processing 
electronics.  If  the  spacecraft  is  a  spinning  spacecraft,  the  scanning  mechanism  is  the 
spinning  of  the  satellite.  For  non-spinning  spacecraft,  a  momentum  wheel  may  be 
utilized  specifically  for  the  Sun  sensor  to  provide  the  scanning  ability  or  perhaps  a 
slowly  rotating  turret  within  the  sensor  assembly.  The  optical  system  includes  a  filter 
to  limit  the  incoming  light  and  a  lens  to  focus  the  image  on  the  radiance  detector.  The 
radiance  detector  is  tuned  to  the  desired  spectral  radiance  of  the  Earth  and  as  such 
will  then  detect,  or  not  detect,  the  presence  of  the  Earth.  This  data  is  then  compared 
with  respect  to  a  reference  time  and  translated  into  acquisition  of  signal  (AOS)  or  loss 
of  signal  (LOS)  based  on  whether  the  output  from  the  detector  is  increasing  against 
some  threshold  or  decreasing  against  some  threshold  respectively.  The  reference  times 
since  AOS  or  LOS  combined  with  the  scan  rate,  or  in  the  spinning  satellite  case  the 
spin  rate,  allows  for  the  calculation  of  the  angle  with  respect  to  Earth’s  horizon  from 
the  time  data  [14]. 

Sun  sensors  are  the  most  commonly  utilized  sensor  [14,21],  Sun  sensors  utilize 
photocells  to  detect  sunlight  and  can  be  divided  into  three  groups:  analog  sensors, 
Sun  presence  sensors,  and  digital  sensors.  In  an  analog  sensor,  the  angle  of  the  Sun 
with  respect  to  the  normal  vector  of  the  sensor  is  calculated  as  a  function  of  the 
output  current  of  the  photocell(s).  The  output  current  is  calculated  by 

1(9)  =  7(O)cos(0)  (2.1) 

where  9  is  the  angle  between  the  Sun  vector  and  the  normal  vector  of  the  Sun  sensor, 
1(9)  is  the  current  as  a  function  of  6 ,  and  7(0)  is  the  current  when  the  angle  of 
incidence  is  zero  [14].  As  opposed  to  analog  Sun  sensors,  Sun  presence  sensors  provide 
a  constant  current  whenever  the  Sun  is  in  the  very  narrow  FOV  of  the  sensor.  Sun 
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presence  sensors  are  used  for  safeguarding  instrumentation,  like  light  sensitive  star 
trackers,  and  activating  hardware  [14].  Finally,  digital  sensors  utilize  a  narrow  slit  to 
minimize  their  FOV  in  combination  with  a  variety  of  photocells  that  output  a  digital 
signal  which  can  be  exploited  to  determine  the  angle  of  the  Sun  with  respect  to  the 
null  or  centerline  of  the  slit  [14] .  Sun  sensors  can  be  used  to  estimate  the  angle  of  the 
Sun  with  respect  to  the  spacecraft  to  within  0.01°  [11],  and  for  most  applications,  the 
Sun  can  be  approximated  as  a  point  source  [14], 

Star  sensors  compare  stored  maps  of  stars  with  collected  star  data  to  calculate 
a  satellite’s  attitude  [21],  Star  sensors  consist  typically  of  a  Sun  shade,  an  optical 
system,  an  image  definition  system,  a  detector,  and  an  electronics  assembly.  The  Sun 
shade  keeps  ambient  light  from  affecting  the  sensitive  sensors.  The  optical  system 
projects  an  image  of  the  visible  stars  onto  the  focal  plane  from  which  the  image 
definition  system  selects  which  portion  to  make  visible  to  the  detector.  From  here,  the 
detector  turns  the  remaining  image  into  an  electrical  signal  which  is  then  multiplied 
and  filtered  by  the  electronics  assembly  [14],  Star  sensors  can  be  accurate  to  0.0005° 
[11],  They  are  typically  costly  and  bulky  and  they  require  more  power  than  other 
sensor  options  [11,14], 

Standard  gyroscopes  use  a  spinning  mass,  similar  to  a  top,  to  measure  changes  in 
attitude.  As  the  mass  is  rotated  perpendicular  to  the  spin  vector  the  mass  will  precess 
meaning  the  rotation  axis  changes  direction.  The  precession  angle  and  rate  can  be 
used  to  compute  the  change  in  attitude  [21]  with  some  gyroscopes  being  able  to  provide 
0.001°/hr  drift  accuracy  [11].  The  CubeSat  in  this  research  effort  utilizes  the  ITG- 
3200  gyroscope  sensor  package  on  the  SEN-10183  9-DOF  sensor  stick  from  Sparkfun. 
This  package  consists  of  three  independent  vibratory  microelectromechanical  (MEMS) 
gyroscopes,  one  for  each  of  the  three  axes.  Vibratory  MEMS  gyroscopes  work  on  the 
principle  that  as  a  mass  oscillating  at  a  mode  is  rotated  about  a  body  fixed  axis 
the  resulting  Coriolis  acceleration  causes  the  mass  to  move  in  a  different  mode.  The 
deviance  is  captured  by  sensors  in  the  gyro  and  is  related  to  an  angular  rate  [22,23]. 
Ring-laser  gyroscopes  are  another  form  of  gyroscope  that  use  lights  and  mirrors.  As 
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the  spacecraft  rotates  the  recieved  frequency  of  the  laser  changes  with  the  change  in 
distance  that  the  beam  must  travel.  The  change  in  frequency  is  then  related  to  a 
rotation  rate  [21]. 

Magnetometers  are  vector  sensors  that  detect  the  orientation  and  magnitude 
of  Earth’s  magnetic  field,  described  in  Section  2.3,  for  attitude  determination.  The 
two  main  categories  of  magnetic  field  sensors  are  induction  magnetometers  and  quan¬ 
tum  magnetometers  [14].  Induction  magnetometers  can  further  be  divided  into  ei¬ 
ther  search-coil  or  fluxgate  magnetometers.  A  search-coil  magnetometer  consists  of 
a  solenoid  coil  wrapped  around  a  ferromagnetic  core.  When  the  coil  is  subjected  to 
a  magnetic  field  an  electromotive  force  (EMF)  is  induced  in  the  coil  resulting  in  a 
voltage  in  the  coil.  However,  the  coil  is  affected  only  by  magnetic  flux  along  the  axis 
about  which  the  coil  rotates.  A  fluxgate  magnetometer  consists  of  a  primary  solenoid 
coil,  core,  and  secondary  solenoid  coil.  The  primary  coil  has  an  alternating  current 
yielding  a  variation  in  the  core  magnetic  field  value  which  is  also  affected  by  the  sur¬ 
rounding  magnetic  field.  The  secondary  coil  experiences  an  induced  EMF  as  the  core 
magnetic  flux  density  fluctuates.  This  EMF  is  compared  with  the  original  applied 
current  to  calculate  the  surrounding  magnetic  field  intensity  [14]. 

The  other  category  of  magnetometer  is  the  quantum  magnetometer  which  uti¬ 
lizes  atomic  properties  to  measure  magnetic  field  magnitude  and  direction.  An  ex¬ 
ample  is  the  proton  precession  magnetometer  where  a  hydrogenous  sample  is  placed 
in  a  strong  magnetic  field  and  once  the  strong  held  is  removed,  the  sample  retains 
a  residual  smaller  magnetic  held.  The  smaller  held  will  precess  when  influenced  by 
an  external  held.  The  precession  is  measured  yielding  a  measurement  of  the  external 
magnetic  held.  However,  this  does  not  provide  direction  information.  Another  type 
of  quantum  magnetic  sensor  utilizes  optical  pumping.  In  optical  pumping,  a  light 
source  produces  a  beam  of  collimated,  or  one  direction,  resonance  radiation  which 
passes  through  vapor.  The  ambient  magnetic  held  is  then  measured  as  a  function  of 
the  vapor  transparency  [14]. 
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The  CubeSat  utilized  in  this  research  effort  is  equipped  with  a  HMC5843  3- 
Axis  Digital  Compass  IC  from  Honeywell  on-board  a  SEN-10183  9  degrees  of  freedom 
(DOF)  board  available  from  Sparkfun.  This  package  consists  of  three  independent 
vibratory  microelectromechanical  (MEMS)  gyroscopes,  one  for  each  of  the  three  axes. 
The  MEMS  gyroscope  provides  a  small  gyroscope  package  that  required  minimal 
space  with  dimensions  of  4  x  4  x  0.9  mm3  [22],  The  magnetometer  can  sense  the 
geomagnetic  field  vector  in  3-dimensions  via  Honeywell’s  Anisotropic  Magnetoresistive 
(AMR)  technology  [24] .  AMR  technology  utilizes  a  Permalloy  or  nickel-iron  alloy  thin 
film  on  a  silicon  wafer.  The  Permalloy  is  patterned  in  a  resistive  strip.  As  the  strip  is 
introduced  to  a  magnetic  field  the  resistance  of  the  strip  changes.  The  combination 
of  four  of  the  resistors  with  a  Wheatstone  bridge  allows  for  the  measurement  of  the 
magnitude  and  direction  of  the  magnetic  field  [25]. 

Magnetometers  are  more  useful  in  LEO  than  GEO,  clue  to  the  more  consistent 
and  stronger  geomagnetic  field  as  described  in  Sec.  2.3.  The  next  section  covers  the 
geomagnetic  field  which  is  the  magnetic  field  that  a  satellite  magnetometer  senses  for 
attitude  estimation. 

2.3  Geomagnetic  Field 

The  geomagnetic  field,  or  magnetic  field  of  the  Earth,  can  be  approximately 
represented  as  a  magnetized  iron  bar  tilted  approximately  11°  from  the  Earth’s  spin 
axis  [1]  as  shown  in  Fig.  2.2. 

The  primary  component  of  the  geomagnetic  field  is  the  dipole  field  with  fields 
ranging  from  0.3  to  0.6  Gauss  (G)  at  the  geomagnetic  equator  and  pole,  respectively 
[1,26].  The  center  of  Earth  consists  of  a  solid  iron  ball,  also  known  as  the  inner  core. 
The  core  spins  at  a  separate  rate  faster  than  that  of  the  Earth  and  is  housed  in  a 
layer  of  liquid  iron  called  the  outer  core  which  is  a  dynamic,  electrically  conducting 
fluid  [26]  as  shown  in  Fig.  2.3. 
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The  geographic  North  Pole  is  a 
magnetic  south  pole. 


Figure  2.2:  Representation  of  Earth’s  Magnetic  Field  [1] 


Figure  2.3:  Earth’s  Core  [2] 


The  outer  core  produces  the  Earth’s  magnetic  held  through  the  dynamo  effect 
[2],  In  the  dynamo  effect,  heat  from  the  inner  core  causes  convection  in  the  outer 
core  fluid  as  it  cools  towards  the  Earth’s  surface.  This  convection  of  the  outer  core 
along  with  forces  from  Earth’s  rotation  causes  shearing  in  the  outer  core  generating 
magnetic  fields  [27].  The  magnetic  held  is  constantly  changing  in  magnitude  and 
direction.  The  North  Pole  in  the  20th  century  moved  North  at  an  average  speed  of  10 
km  per  year  and  also  weakened  by  10%  [26].  The  geomagnetic  held  also  completely 
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changes  direction  approximately  every  200,000  years,  but  these  reversals  are  randomly 
distributed.  Such  a  reversal  takes  several  thousand  years  to  complete  [27]. 

The  second  component  of  the  geomagnetic  held  comes  from  magnetized  rocks 
in  the  Earth’s  outermost  shell,  called  the  lithosphere.  These  rocks  contribute  to  the 
geomagnetic  held  at  the  Earth’s  surface  a  few  hundred  nanoTesla  (1  nT  equals  0.01 
mG).  The  final  component  comes  from  the  ionosphere  and  magnetosphere  [26]  which 
will  be  described  in  Section  2.3.1. 

If  a  magnetic  held  was  in  free  space  without  any  surrounding  materials,  the 
magnetic  hux  would  be  equivalent  to 


B  =  fi0H  (2.2) 

where  B  is  the  magnetic  hux  with  units  of  Newtons  per  Amp  meter,  fi0  is  the  perme¬ 
ability  of  a  vacuum  in  units  of  Newtons  squared  per  Amperes  squared  and  H  is  the 
magnetic  held  strength  in  Amperes  per  meter  [26]. 

However,  Eqn.  2.2  represents  a  perfect  case.  Materials  within  the  environment 
of  a  magnetic  held  affect  the  magnetic  held  vector.  The  response  of  a  material  to 
external  magnetic  helds  can  be  classihed  as  paramagnetic,  diamagnetic,  or  ferromag¬ 
netic.  A  paramagnetic  material  produces  magnetization  in  the  same  direction  and 
proportional  to  the  applied  held  [26,28,29].  A  diamagnetic  material  produces  magne¬ 
tization  in  the  opposite  direction  of  the  magnetic  held.  Diamagnetism  is  a  property 
of  all  materials  and  is  a  very  weak  effect  [29].  Paramagnetism  has  a  stronger  effect 
than  diamagnetism,  but  the  greatest  effect  comes  from  ferromagnetism.  In  ferromag¬ 
netism,  magnetic  moments  within  the  material  become  aligned  with  each  other  when 
influenced  by  a  magnetic  held  and  remain  aligned  when  the  held  is  not  applied  [28]. 
Ferromagnetism  can  produce  magnetizations  several  orders  of  magnitude  greater  than 
the  applied  held  [26,29].  Iron,  cobalt,  and  nickel  are  examples  ferromagnetic  materi¬ 
als  [28].  The  term  ferromagnetism  is  used  as  ferrurn,  which  is  Latin  for  iron,  is  the 
most  common  and  noticeable  example  [29]. 
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2.3.1  Magnetosphere  and  Ionosphere.  As  previously  mentioned,  the  geo¬ 
magnetic  field  is  affected  by  the  magnetosphere  and  ionosphere  and  more  specifically 
from  the  current  flow  of  ions  and  electrons  in  these  areas.  As  high-velocity  plasma,  or 
solar  wind,  from  the  Sun  reaches  the  Earth  it  compresses  the  geomagnetic  field  on  the 
Sun  facing  side  of  the  Earth  and  extends  the  field  on  the  opposite  side.  The  region 
shaped  by  this  phenomenon  is  called  the  magnetosphere.  Within  the  magnetosphere 
the  motion  of  charged  particles  is  dominated  by  the  geomagnetic  field  [26]. 

The  ionosphere  forms  the  inner  edge  of  the  magnetosphere.  The  ionosphere 
exists  at  roughly  50  to  1000  km  above  the  Earth.  At  these  altitudes,  the  atmospheric 
density  is  low  enough  for  free  electrons  to  exist  for  short  periods  of  time  [26].  Gas 
atoms  absorb  solar  radiation  resulting  in  a  free  electron  and  a  positively  charged 
ion  [30].  The  higher  the  solar  radiation,  the  higher  the  number  of  ions  [26].  The  time 
of  day  and  solar  activity  therefore  has  an  effect  on  ionization. 

Solar  wind  shapes  the  magnetosphere  by  compressing  the  sunward  side  of  and 
extending  the  magnetosphere  on  the  other  side  of  the  Earth  as  shown  in  Fig.  2.4.  The 
ionosphere  is  well  within  the  magnetosphere  which  is  also  shown  in  the  figure.  It’s 
important  to  note  that  the  figure  is  not  drawn  to  scale,  but  it  shows  the  general  region 
that  specific  models  represent  as  well  as  the  compression  of  the  magnetosphere  [3]. 


Figure  2.4:  Earth’s  Ionosphere  and  Magnetosphere  -  (not  drawn  to  scale)  [3] 
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2. 3. 1.1  Diurnal  Fluctuations.  The  geomagnetic  field  experiences  mi¬ 
nor  fluctuations  occurring  in  a  24  hour  cycle.  Ionization  of  the  ionosphere  occurs  as 
ultra-violet  rays  and  X-rays  from  the  Sun  reach  the  ionosphere  causing  an  increase  in 
the  conductivity  of  the  ionosphere.  The  ionization  is  most  intense  at  midday  with  the 
particles  recombining  after  dusk.  The  Sun  also  heats  the  ionosphere  creating  thermo- 
tidal  winds  which  combine  with  tidal  winds  caused  by  the  gravitational  pull  of  the  Sun 
and  the  Moon  to  create  the  “ionospheric  dynamo” .  The  conductive  ionosphere  passes 
through  the  geomagnetic  field  generating  a  current  which  flows  in  a  counterclockwise 
vortex  in  the  northern  hemisphere  and  a  clockwise  vortex  in  southern  hemisphere. 
This  current  flow  causes  minor  diurnal  fluctuations  in  the  geomagnetic  field  [31].  The 
amount  of  solar  radiation  varies  with  the  solar  cycle,  altitude,  latitude,  time  of  day, 
and  season  which  in  turn  affects  the  ionospheric  dynamo  [4,31].  The  diurnal  increase 
in  the  geomagnetic  field  is  evident  in  Fig.  2.5. 


LOCAL  DAY  NUMBER 

Figure  2.5:  Diurnal  Variations  at  Select  Observatories  [4] 
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Fig.  2.5  presents  the  horizontal  intensity,  or  the  square  root  of  the  sum  of  the 
squared  Northern  vector  and  squared  Eastern  vector  of  the  geomagnetic  held,  for 
several  geomagnetic  held  observatories  ranging  from  low  Southern  to  high  Northern 
latitudes.  Locations  near  the  equator  experience  the  largest  diurnal  fluctuation  as 
they  experience  both  the  northern  and  southern  hemisphere  vortexes.  Locations  near 
the  poles  experience  reversals  in  polarity  [4].  AF1T  is  located  at  approximately  40° 
North  and  should  experience  diurnal  variations  less  than  50  nT  (0.5  rnG)  which  is 
well  below  the  average  horizontal  geomagnetic  held  across  the  surface  of  the  Earth  of 
500  mG  [8], 

A  far  greater  impact  on  the  geomagnetic  held  occurs  from  magnetic  storms  in 
the  magnetosphere.  Coronal  mass  ejections  or  high-velocity  plasma  from  the  Sun  can 
cause  a  buildup  of  energy  in  the  magnetosphere  forcing  the  magnetospheric  electric 
circuit  to  pass  through  the  ionosphere.  One  of  the  largest  magnetic  storms  occurred 
in  October  2003.  Observatories  at  high  latitudes  experienced  geomagnetic  held  vari¬ 
ations  up  to  3,000  nT  (30  mG).  These  storms  are  more  prevelcnt  during  times  of 
sunspot  maxima  coinciding  with  the  11  year  solar  cycle  [4], 

2.3.2  Geomagnetic  Models.  At  least  90%  of  the  Earth’s  measured  magnetic 
held  is  due  to  the  dynamo  effect  of  the  Earth’s  core.  The  measured  held  for  both 
the  surface  of  the  Earth  and  in  orbit  has  been  modeled  by  the  National  Oceanic  and 
Atmospheric  Administration  (NOAA)  in  their  International  Geomagnetic  Reference 
Field  (IGRF)  model  and  by  the  National  Geospatial-Intelligence  Agency  in  coopera¬ 
tion  with  the  United  Kingdom’s  Defense  Geographic  Center  in  their  World  Magnetic 
Model  (WMM).  These  models  do  not  take  into  account  the  remaining  10%  [32]  that 
is  due  to  the  ionospheric  diurnal  fluctuations  and  magnetospheric  storms  [4], 

The  Satellite  Tool  Kit  (STK),  offered  by  Analytical  Graphics  Incorporated 
(AGI),  is  a  software  package  which  is  commonly  used  for  modeling  and  simulating 
a  variety  of  platforms  including  satellite,  UAV,  and  missile.  One  of  the  available 
tool-kits  for  STK  is  the  Space  Environment  and  Effects  Tool  (SEET).  SEET  can 


18 


provide  an  analysis  of  geomagnetic  fields  which  a  spacecraft  would  experience  at  any 
given  point  in  orbit  or  throughout  the  satellite’s  lifetime.  This  analysis  can  be  based 
upon  IGRF  data  (i.e.  not  accounting  for  magnetosphere  and  ionosphere  effects),  but 
there  is  the  option  to  include  local-time-dependent  data  from  the  Olson  and  Pfitzer 
Tilt  Dependent  Model  from  1977  [33].  The  Olson-Pfitzer  model  takes  into  account 
currents  from  the  magnetosphere  [34,35].  Dynamic  control  of  the  AF1T  Helmholtz 
cage  utilizes  both  IGRF  data  and  the  Olson-Pfitzer  model  in  the  SEET  analysis  of 
the  geomagnetic  field  a  satellite  would  experience  on-orbit.  Chapter  111  discusses 
the  interface  between  the  cage  and  SEET  analysis  required  to  provide  dynamic  cage 
control. 


2.4  Helmholtz  Coils 

A  magnetic  held  can  be  generated  for  testing  the  ADS  of  a  satellite  as  well  as 
to  simulate  the  geomagnetic  fields  that  a  satellite  would  experience  during  an  orbit 
or  throughout  its  lifetime  as  discussed  in  the  previous  section.  One  device  capable 
of  generating  a  uniform  magnetic  held  is  the  Helmholtz  coil.  The  Helmholtz  coil  is 
named  after  Hermann  von  Helmholtz  (1821-1894),  a  German  scientist  and  philosopher 
known  for  his  contributions  to  electrodynamics,  mathematics,  and  meteorology  among 
many  other  sciences.  As  shown  in  Fig.  2.6,  a  Helmholtz  coil  consists  of  a  pair  of  coils 
parallel  to  each  other  where  each  coil  consists  of  a  number  N  wrappings.  A  magnetic 
held  B  results  when  charge  is  in  motion,  i.e.  as  current  /  passes  through  the  coil  pair 
following  the  right-hand  rule. 

The  magnetic  held  at  the  mid-point  between  the  two  coils  is  calculated  via 


B 
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(2.3) 


where  B  has  units  of  Tesla,  a  is  the  radius  of  the  coils,  N  is  the  number  of  turns 
per  coil,  and  /  is  the  current  passing  through  the  coils  [5].  Separating  the  coils  by 


19 


Helmholtz  Coils 


B  =  magnetic  field  (tesla) 
1  =  current  (amperes) 


Figure  2.6:  Helmholtz  Coil  Pair  [5] 

a  distance  equal  to  the  radius  of  the  circular  coils  provides  a  uniform  magnetic  field 
across  in  the  mid-plane  of  the  coil,  as  shown  in  Fig.  2.7. 

0 
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Figure  2.7:  Uniform  Field  for  Circular  Coils  [5] 
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The  field  for  coils  with  a  radius  of  0.2  meters  is  uniform  to  approximately  0.1 
meters  from  the  centerline  with  a  total  length  of  0.2  meters  of  homogeneity  as  shown 
in  Fig.  2.7  [5].  The  magnitude  of  the  magnetic  field  B  will  vary  with  the  applied 
current.  Changing  the  distance  between  the  coils  changes  the  uniformity  of  the  field 
as  shown  in  Fig.  2.8. 


Figure  2.8:  Magnetic  Field  Uniformity  for  a  Circular  Coil  [6] 

As  the  spacing  between  coils  increases,  the  magnetic  field  starts  to  vary  and  grow 
then  dissipate  with  increased  distance  from  the  centerline.  Having  a  homogeneous 
field,  as  occurs  when  the  spacing  of  the  coils  is  equal  to  the  radius  of  the  coils,  provides 
a  homogeneous  test  area.  Larger  diameter  coils  provide  a  larger  homogeneous  field. 

Square  coils  can  be  utilized  instead  of  circular  coils  in  the  design  as  they  provide 
a  wider  uniform  field  parallel  to  the  coils  as  compared  to  circular  coils  [36].  The 
governing  equation  for  the  magnetic  field  B  at  the  center  point  of  a  square  coil  pair 
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where  /i0  is  the  permeability  of  a  vacuum,  4.95e-5  Tesla-in/Amp,  A  is  the  number  of 
wrappings,  /  is  the  current  passing  through  the  coils,  a  is  half  the  length  of  a  side  of 
the  coil,  and  7  is  the  ratio  of  the  distance  between  the  two  coils  2b  and  the  length  of 
the  side  of  a  coil  2a  shown  in  Fig.  2.9. 
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Figure  2.9:  Square  Helmholtz  Coil  Pair  ©IEEE  [7] 

In  order  to  achieve  a  homogeneous  held  at  the  mid-point  of  the  square  Helmholtz 
coil  pair  7  is  0.5445  and  therefore  the  spacing  between  coils  is  0.5445  times  the  length 
of  a  coil  [7].  If  the  coils  are  not  properly  spaced,  a  prohle  similar  to  that  of  Fig.  2.8 
is  achieved.  Actual  coils  have  rounded  corners  as  a  function  of  the  wire’s  flexibility 
resulting  in  some  error  in  Eq.  (2.4). 

2. 5  Helmholtz  Cages 

The  European  Space  Agency  (ESA)  utilizes  2  pairs  of  square  Helmholtz  coils  in 
testing  and  measuring  the  magnetic  properties  of  equipment  and  spacecraft  compo¬ 
nents  [37].  Utilizing  three  orthogonal  pairs  of  Helmholtz  coils  permits  3-axis  control 
of  a  magnetic  held  within  the  coils.  This  configuration  of  three  orthogonal  square 
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coil  pairs  is  often  referred  to  as  a  “Helmholtz  cage”.  Commercial  cages  are  available 
from  the  Macintyre  Electronic  Design  Associates  (MEDA),  Inc  [8].  Several  univer¬ 
sities  have  built  Helmholtz  cages  to  develop  and  test  the  ADCS  for  CubeSats  and 
to  simulate  the  geomagnetic  space  environment,  as  defined  in  Sec.  2.3.  The  Naval 
Post  Graduate  School  (NPS)  in  Monterrey,  CA,  the  University  of  Michigan  (U-M)  in 
Ann  Arbor,  MI  [10],  and  the  Delft  University  of  Technology  in  the  Netherlands  [9,38] 
all  have  Helmholtz  cages  built  by  students  in  cooperation  with  their  professors.  The 
university  cages  are  much  less  expensive  than  the  commercial  cage  and  they  provide  a 
learning  opportunity  for  the  students.  The  MEDA  Inc.,  U-M,  and  TU  Delft  cages  will 
be  discussed  in  further  detail  in  the  rest  of  this  section  beginning  with  the  commercial 
cage  offered  by  MEDA,  Inc. 

2.5.1  MEDA,  Inc.  Helmholtz  Cage.  The  MEDA  Corporation  offers  1,  2, 
and  4  meter  systems.  The  information  provided  in  the  rest  of  this  section  comes 
from  the  specification  sheet  for  the  2  nr  cage  [8].  The  2  m  standard  Helmholtz  cage 
includes  three  square  Helmholtz  coil  pairs  with  approximately  2  m  sides  for  generating 
and  controlling  the  magnetic  field,  an  additional  three  square  concentric  coil  pairs  for 
controlling  gradients,  6  power  supplies  with  one  power  supply  (PS)  per  coil  pair, 
a  control  magnetometer,  and  the  ability  to  control  the  cage  by  personal  computer 
(PC).  A  fluxgate  sensor,  which  is  part  of  the  magnetometer,  along  with  the  field 
control  electronics  and  power  supplies  compensate  for  ambient  magnetic  fields  from 
surrounding  electronics  near  the  center  of  the  cage.  A  PC  with  software  designed 
specifically  for  the  cage  is  used  to  control  the  polarity  and  magnitude  of  the  magnetic 
fields  as  well  as  the  gradients.  A  single  power  distribution  unit  is  used  to  turn  the 
entire  cage  including  the  power  supplies,  magnetometer,  and  PC  on  or  off.  The  cage 
comes  in  a  kit  with  a  packaged  coil  assembly,  rack  assembly,  and  PC  [8].  The  cage 
does  not  require  an  external  support  structure  as  the  university  cages  do  as  discussed 
later  in  this  chapter.  Instead,  the  support  for  the  coils  provides  the  structure  for  the 
cage.  The  assembled  2  meter  3-axis  coil  system  is  shown  in  Fig.  2.10. 
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Figure  2.10:  MEDA  Helmholtz  Cage  [8] 


MEDA’s  2  meter  coil  system  is  capable  of  generating  controlled  fields  up  to  +/- 
1  G  (100,000  nT)  and  has  field  uniformity  within  0.03%  of  the  applied  field  in  a  20 
cm  (approximately  8”)  diameter  sphere  at  the  center  of  the  coil  system.  The  middle 
size  coils  are  to  be  oriented  North  representing  the  X-axis  control  and  the  smallest 
coils  point  East  representing  Y-axis  control.  Some  design  recommendations  for  the 
cage  include  the  ambient  temperature  range  between  22  and  24°C,  raising  the  cage 
ten  inches  above  reinforced  concrete  flooring,  ensuring  ferromagnetic  objects  are  at 
least  15  feet  from  the  edge  of  the  coils,  and  the  coils  be  at  least  50  feet  from  parking 
lots,  roadways,  and  railroad  right-of-ways.  The  concern  when  placing  the  cage  is  that 
the  cage  can  compensate  for  uniform  changes,  i.e.  consistent  changes  across  the  entire 
control  volume,  but  not  for  gradient  changes  [8]. 

2.5.2  Delft  University  of  Technology  Helmholtz  Cage.  Delft  University  of 
Technology  (TU  Delft)  in  the  Netherlands  built  a  Helmholtz  cage  as  part  of  the 
design  process  for  their  Delfi-C3  CubeSat  which  launched  in  28  April  2008.  Delfi-C3 
tested  Thin  Film  Solar  Cells  from  DutchSpace  and  a  digital  Autonomous  Wireless 
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Sun  Sensors  from  TNO,  the  Dutch  institute  for  science.  Gradual  rotation,  0.2  to 
10  degrees  per  second,  of  the  CubeSat  was  desirable  for  both  payloads  and  so  TU 
Delft  utilized  a  Passive  Magnetic  Attitude  Control  System  (PMAS).  PMAS  includes 
a  permanent  magnet  designed  to  align  the  CubeSat  with  the  geomagnetic  held  as  well 
as  two  hysteresis  rods  for  damping  excessive  angular  velocity  [38]. 

One  of  the  design  requirements  for  the  Helmholtz  cage  included  that  Delh-C3 
must  fit  inside  the  cage  with  antennas  deployed.  The  minimum  length  of  the  cage 
was  therefore  1  meter  and  the  minimum  volume  was  1  nr3.  With  the  Helmholtz 
spacing  requirement  of  0.5445,  the  coils  needed  to  be  approximately  2  nr  x  2  nr.  The 
final  design  includes  coils  with  outer  dimensions  of  2.05,  1.95,  and  1.85  meters.  The 
parallel  coils  can  be  moved  further  apart  to  permit  a  larger  test  volume  with  the 
consequence  of  losing  the  homogeneous  held  as  discussed  in  Sec.  2.4.  Representations 
of  the  standard  spacing  and  expanded  coils  are  provided  in  Fig.  2.11. 


Figure  2.11:  Delft  University  of  Technology  Cages  [9] 


The  cage  at  TU  Delft  was  built  during  the  latter  half  of  2006.  The  cage  is 
powered  by  6  power  supplies  capable  of  generating  up  to  30  V  and  10  A  which  are 
controlled  by  LabView  software.  Each  coil  in  the  cage  has  83  windings.  A  webcanr 
is  used  to  record  the  rotation  of  a  test  object  and  then  the  video  hies  are  analyzed 
later  to  determine  the  angular  rotation  rate  [38].  TU  Delft  used  an  AlphaLab  DC 
MilliGauss  Meter  which  is  a  3-axis  magnetometer  for  measuring  the  hux  density  at 
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one  location.  This  magnetometer  consists  of  three  magnetoresistive  sensors  and  can 
measure  ranges  of  +/-  1999.9  and  +/-  199.99  niG  providing  either  a  larger  magnitude 
or  a  higher  resolution  measurement,  respectively.  There  is  a  digital  display  as  well 
as  three  separate  BNC  outputs  for  a  PC  connection  [39].  This  magnetometer  will  be 
discussed  further  in  Chapter  111  as  it  is  part  of  AFIT’s  Helmholtz  cage  as  well. 

TU  Delft’s  cage  is  capable  of  producing  any  field  between  0  and  7.5G  with  a 
variation  of  the  coil  spacing.  The  reinforced  concrete  in  the  lab  area  causes  the  field 
to  vary  as  much  as  30  rnG  within  the  cage  [38]. 

2.5.3  University  of  Michigan  Helmholtz  Cage.  The  University  of  Michigan 
(U-M)  built  a  Helmholtz  cage  as  part  of  their  Radio  Aurora  Explorer  (RAX)  Cube- 
Sat  project.  RAX-1  launched  in  November  2010  and  completed  its  mission  in  May 
of  2011  due  to  power  issues.  RAX-2  was  launched  in  October  2011  and  is  currently 
studying  the  formation  of  magnetic  field-aligned  plasma  irregularities  in  the  lower 
polar  ionosphere.  Knowledge  of  the  spacecraft’s  attitude,  and  more  importantly  the 
direction  that  the  spacecraft  antenna  are  pointed,  is  important  to  accomplishing  their 
science  objectives.  A  magnetometer  aids  in  determining  the  attitude  of  RAX  while 
RAX  is  also  passively  magnetically  stabilized  to  align  along  an  axis  with  the  geomag¬ 
netic  field.  Position  data  from  GPS  and  TLEs  is  used  with  the  IGRF  database  to 
obtain  geomagnetic  data  which  is  then  compared  to  data  from  the  magnetometer  to 
determine  the  CubeSat’s  orientation.  A  Helmholtz  cage  was  designed  and  built  by 
the  U-M  students  to  characterize  and  calibrate  the  magnetometer  within  a  working 
spacecraft.  A  picture  of  U-M’s  Helmholtz  cage  depicting  the  cage,  workstation,  and 
variable  resistor  is  provided  in  Fig.  2.12. 

U-M  utilized  much  of  the  design  information  from  Delft  University  and  built 
upon  it  by  adding  an  interface  with  STK.  Requirements  for  the  Helmholtz  cage  include 
[10]: 


•  Be  capable  of  generating  a  magnetic  field  of  approximately  2  G 
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Figure  2.12:  University  of  Michigan’s  Helmholtz  Cage  [10] 


•  Large  enough  to  fit  a  3U  CubeSat  with  a  deployable  antenna 

•  Be  easily  disassembled  and  stored 

The  outer  support  for  the  coils  consists  of  aluminum  T-slot  framing  and  is  2  m 
x  2  m  x  2  m.  The  24  AWG  wire  was  wrapped  around  aluminum  U-channcl  and  the 
entire  structure  was  mounted  on  caster  wheels.  Each  coil  consists  of  4  parallel  wires 
wrapped  90  times  totaling  360  loops  per  coil.  Approximately  60,000  feet  of  wire  was 
used  to  wrap  all  6  coils.  A  variable  resistor  is  used  to  ensure  that  the  current  draw 
would  be  equivalent  across  the  4  parallel  wires  in  a  loop.  Three  DC  power  supplies 
are  used  with  one  PS  for  each  pair  of  coils  [10].  The  power  supplies  include  a  HP 
6643A  capable  of  0-35  V  and  0-6  A  up  to  200  W;  a  HP  6653A  capable  of  0-35  V  and 
0-15  A  up  to  500  W;  a  HP  6632A  capable  of  0-20  V  and  0-5  A  up  to  100  W  [40]. 
The  power  supplies  are  controlled  by  a  PC  via  GPIB/HPIB  cables  to  a  GPIB/USB 
adapter.  Generated  field  strengths  are  ([-0.2  G,  0.6  G],  [0G,  0.35  G],[-.5  G,  0.6  G]) 
in  the  X,  Y,  and  Z  directions  respectively  which  falls  short  of  the  requirement  of  2 
G.  The  students  utilized  what  was  on  hand,  specifically  the  24  AWG  telephone  wire 
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and  power  supplies,  and  they  suggest  improving  the  system  with  upgraded  power 
supplies  [10]. 

The  power  supplies  are  controlled  via  MATLAB’s  Instrumentation  Toolbox. 
The  gpib  function  in  MATLAB  is  used  for  commanding  the  PS  and  to  get  feedback  of 
the  generated  held  from  a  Honeywell  HMR2300  magnetometer  [10]  providing  closed 
loop  control.  The  HMR2300  has  a  magnetic  held  range  of  +/-2  G  with  a  resolution 
of  0.067  mG  [41].  STK  Connect  provided  an  interface  between  MATLAB  and  STK 
so  that  real-time  position  and  attitude  data  were  read  at  a  1  second  time  step  from 
a  running  STK  simulation.  This  data  was  then  fed  into  a  MATLAB  function  that 
could  calculate  the  3-axis  magnetic  held  from  the  IGRF  model. 

An  automatic  calibration  function  is  written  in  a  MATLAB  hie  which  com¬ 
mands  each  PS  individually  to  vary  the  voltage  within  acceptable  limits.  If  only  one 
coil  pair  is  energized  and  changes  are  seen  in  the  other  two  axes  the  function  esti¬ 
mates  how  the  other  coils  should  be  energized  to  remove  the  error.  Calibration  and 
characterization  of  the  cage  is  recommended  before  every  experiment  and  requires  2-3 
minutes.  Another  calibration  technique  includes  mapping  the  magnetic  held  within 
the  control  volume.  A  wood  board  was  laid  horizontally  across  the  mid-section  of  the 
cage  and  marked  for  11  data  points  along  the  x-axis  and  39  points  along  the  y-axis. 
The  HMR2300  magnetometer  is  then  placed  at  each  grid  point  and  the  magnetic  held 
strength  is  recorded  and  mapped.  The  strength  of  external  magnetic  helds  and  noise 
can  be  measured  within  the  cage.  Calibrating  the  cage  yielded  the  ability  to  update 
the  code  if  the  feedback  sensor  is  moved. 

The  students  recommend  future  work  including  fully  mapping  the  held  in  the 
cage  with  a  three-dimensional  grid,  upgrading  power  supplies,  and  being  able  to  cre¬ 
ate  positive  and  negative  helds.  They  also  plan  to  include  lights  for  Sun  sensors  and 
a  rate  table  for  gyro  characterization  [10].  A  further  application  of  the  cage,  be¬ 
yond  simulating  the  space  environment  and  calibrating  the  magnetometer,  included 
characterizing  the  residual  dipole  of  the  RAX  CubeSats  [42], 


2.6  Attitude  Determination 


Now  that  attitude  sensors,  the  geomagnetic  held,  and  Helmholtz  coils  and  cages 
have  been  discussed  they  can  be  incorporated  into  the  discussion  of  attitude  determi¬ 
nation.  A  satellite’s  attitude  can  be  represented  in  several  ways  including  Euler  angles, 
Rodriquez  parameters,  eigenaxis  rotations,  and  quaternions.  These  representations 
as  well  as  the  kinematic  equations  of  motion  are  described  in  almost  any  literature 
describing  attitude  determination  including  [13,14,43,44],  and  the  ‘Survey  of  Attitude 
Representations’  [45]  which  may  be  the  most  inclusive  literature  on  the  subject.  As 
one  of  these  books  or  articles  is  likely  available  to  the  reader  the  representations  will 
not  be  discussed  in  depth  in  this  research  effort.  The  focus  of  this  research  will  be 
more  on  how  the  attitude  is  estimated. 

Methods  of  three-axis  attitude  determination  are  typically  divided  into  two 
groups:  deterministic  and  optimal  [13]  or  as  described  in  [18]  deterministic  and  statis¬ 
tical.  The  deterministic  method  utilizes  two  unique  vectors  to  determine  a  satellite’s 
attitude  as  described  in  Sec.  2.6.1  and  the  optimal/statistical  method,  from  here  on 
referred  to  as  the  optimal  method,  is  based  upon  minimizing  Wahba’s  loss  function 
as  described  in  Sec.  2.6.2. 

2.6.1  Deterministic  Attitude  Determination.  A  deterministic  method  of 
attitude  determination  utilizes  two  independent  vectors,  i.e.  data  from  two  sensors, 
to  estimate  a  satellite’s  attitude.  The  TRIAD  algorithm  is  commonly  referenced 
in  literature  as  the  method  of  deterministic  attitude  determination  [13, 14,  17, 18]; 
however,  it  may  also  be  entitled  the  algebraic  method  [14]  or  as  the  triad  algorithm  [13, 
18].  In  1981  Schuster  coined  the  term  TRIAD  based  upon  an  IBM  Federal  Systems, 
Inc.  document  entitled  “Tri- Axial  Attitude  Determination  System”  however  Schuster 
credits  the  algorithm  to  a  paper  by  Black  in  the  AIAA  Journal  in  1964  [17]. 

The  TRIAD  algorithm  utilizes  a  minimal  set  of  data  to  determine  the  space¬ 
craft’s  attitude  via  the  direction  cosine  matrix  describing  the  rotation  from  the  inertial 
to  body  reference  frame.  TRIAD  utilizes  two  unit  vector  measurements  in  the  space- 
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craft  body  frame  [13,18]  and  is  described  in  [13]  as  being  “naive  but  excellent”.  As  a 
commonly  used  example  [16],  a  Sun  sensor  and  a  magnetometer  will  provide  data  in 
the  body  frames  Sb  and  Mb ,  and  Si  and  M%  will  represent  the  inertial  Sun  and  mag¬ 
netic  vectors,  respectively.  The  magnetic  and  Sun  vectors  in  the  inertial  and  body 
frame  are  depicted  in  Fig.  2.13. 


Figure  2.13:  Magnetic  and  Sun  Vectors  in  the  Body  and  Inertial  Reference  Frames 

Two  orthonormal  triads  of  vectors  are  generated  from  the  Sun  and  magnetic 
unit  vectors  as  shown  in  Eqn  (2.5)  [13]. 
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A  1  Si 

vl2  =  (Si  x  Mi)/\Si  x  Mi  I 

=  Al  X  Vi2 

i’bi  =  Sb 

vb2  =  (Sb  x  Mb)/\Sb  x  Mb 
Vb3  =  Vbl  X  Vb2 


(2.5) 


In  Eq.  (2.5)  the  first  inertial  and  body  frame  vectors  vt\  and  vb\  are  based  upon 
the  more  accurate  of  the  two  sensors  typically  resulting  in  a  more  accurate  estimate 
of  the  attitude.  In  this  case,  it  was  assumed  the  Sun  sensor  was  more  accurate  than 
the  magnetometer.  Also  Eqn.  (2.5)  requires  that  the  magnetic  and  Sun  vectors  are 
not  parallel.  Two  proper  orthogonal  matrices  are  then  defined  from 


A  =  [Vbl  Vb2  vb3\ 

(2.6) 

B  =  [vn  vi2  vi3] 

and  the  resulting  direction  cosine  matrix  to  convert  from  the  inertial  to  body  frame 
is  defined  as 

Cu  =  ABt.  (2.7) 

Sensor  measurements  may  not  be  simultaneous  which  can  result  in  some  error 
in  the  estimate  of  the  attitude.  It  is  suggested  in  [13]  that  a  correction  can  be  made 
which  utilizes  the  spacecraft’s  calculated  angular  velocity  to  correct  for  the  rotation 
which  occurs  between  measurements. 

2.6.2  Optimal  Attitude  Determination.  In  contrast  to  deterministic  attitude 
determination,  methods  of  optimal  attitude  determination  find  a  direction  cosine 
matrix  A  that  minimizes  the  cost  function  proposed  by  Wahba  of  IBM’s  Federal 
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Systems  Division  in  1965  [14,46].  The  cost  function  is 


J(A)  =  ^  a,  |b<:  -  Ari\2  (2.8) 

i— 1 


where  7(54,)  is  the  cost  function  minimized  for  A,  a*  are  positive  weighting  factors, 
{6j}  is  a  set  of  n  unit  vectors  in  the  body  frame,  and  {?y}  is  the  same  set  of  unit 
vectors  in  the  inertial  reference  frame  [14,16,46].  The  positive  weighting  factors  a* 
are  typcally  calculated  as 

1 

=  ~2  (2.9) 

where  a2  is  the  measurement  variance  [16,46]. 

Eqn.  (2.8)  can  be  rewritten  as 


jw  =  £«<  -  TR(ABt)  (2.10) 

1=1 

where 

n 

B  =  '^2a,lbirJ .  (2.11) 

2—1 

and  minimizing  Eq.  (2.10)  requires  maximizing  the  trace  of  ABT  [16,46]. 

Many  algorithms  have  been  developed  to  minimize  Wahba’s  problem  (Eq.  2.8). 
Commonly  referenced  algorithms  include  Davenport’s  q-method  [14,18]  and  QUEST 
[18,47].  Both  methods  will  be  addressed  in  this  chapter  as  well  as  the  optimal  quater¬ 
nion  estimation  method  solution  proposed  in  [16].  Information  on  optimization  and 
costs  functions  can  be  found  in  books  such  as  [48,49];  therefore,  further  in  depth 
details  will  not  be  provided  in  this  research. 


2.6.2. 1  Q-method.  The  q-method  was  published  by  Davenport  in 
1968  [14].  The  q-method  utilizes  an  updated  cost  function 


J(q)  =  qT  Kq 


(2.12) 
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where  K  is  a  4  x  4  matrix  defined  as 


where  I  is  the  identity  matrix  and 

C  =  ABt 

s  =  cT  +  c 

(2.13) 

Z  =  (C2 3  -  C32,  C31  -  C13,  C\2  -  C21)t 
a  =  TR(C). 


Maximizing  the  new  cost  function  includes  the  constraint  that  q* q  =  1.  The 
cost  function  is  again  updated  with  a  Lagrange  multiplier  and  the  addition  of  the 
constraint  yielding 

J(q)  =  if  Kq  —  XqT  q  (2-14) 

where  A  is  the  Lagrange  multiplier  as  seen  in  many  optimization  problems.  The  new 
cost  function  is  differentiated  with  respect  to  (f  and  set  equal  to  zero  resulting  in 


Kq  =  A  q  (2.15) 

which  is  a  classical  eigenvalue  problem.  The  original  solution  was  to  maximize  ABT 
and  now  the  largest  eigenvalue  of  K  maximizes  the  cost  function.  The  corresponding 
eigenvector  is  the  least-squares  optimal  estimate  of  the  attitude  as  represented  in 
quaternions  [14, 18] .  If  at  least  two  of  the  body  reference  frame  vectors,  and  identically 
the  inertial  vectors,  are  not  collinear  then  the  eigenvalues  of  K  are  distinct.  The 
q-method  can  be  computationally  intensive  making  it  difficult  to  use  for  on-board 
attitude  determination  [14]. 
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2. 6. 2. 2  QUEST.  QUEST,  or  the  Quaternion  Estimation  Algorithm 
was  proposed  by  Schuster  in  1978  as  a  method  for  Ending  the  largest  eigenvalue  and 
corresponding  eigenvector  of  the  K  matrix  as  described  in  Sec.  2.6.2. 1  that  is  less 
computationally  intensive  than  the  q-method.  After  some  substitutions  as  described 
in  [18]  in  the  cost  function,  Wahba’s  problem  condenses  to 

n 

Appt  =  ^  Qj  -  J  (2.16) 

i= 1 

where  Xopt  is  the  optimal  eigenvalue,  a*  are  the  weighting  values  for  the  individual 
measurement  vectors,  and  J  is  the  cost  function.  The  optimal  eigenvalue  is  achieved 
by  minimizing  the  cost  function  to  essentially  zero  yielding 

n 

Kt  *  E  (2.17) 

i=  1 

After  solving  for  the  optimal  eigenvalue  the  quaternion  is  computed  by  first 
solving  for  the  3x1  Rodriquez  parameters  p  where 


p  =  |(V  +  ff)n  -s]-‘z 


(2.18) 


where  cr,  S,  and  Z  are  described  in  Eqn.  (2.13). 

After  solving  for  the  Rodriquez  parameters  the  quaternion  is  calculated  from 


Q  = 


yi + pTp 


(2.19) 


Singularities  in  the  Rodriquez  parameters  occur  when  the  rotation  is  of  n  radians  [18], 
[47].  One  method  of  resolving  this  issue  is  to  set  the  quaternion  to  {0, 0,  0, 1}T  when 
pTp  is  equivalent  to  -1  [47]. 


2. 6. 2. 3  Optimal  Fast  Quaternion  Estimation  Algorithm.  The  optimal 
fast  quaternion  estimation  algorithm,  hereafter  referred  to  as  OFQEA,  as  described 
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in  [16]  proposes  a  method  for  estimating  quaternions  and  in  [16]  it  is  demonstrated 
that  OFQEA  is  a  more  accurate  method  of  attitude  estimation  than  the  TRIAD 
method  in  simulated  test  scenarios.  The  OFQEA  utilizes  measurements  from  two  sen¬ 
sors  to  calculate  the  satellite’s  attitude  similarly  to  TRIAD.  Unlike  TRIAD,  OFQEA 
minimizes  Wahba’s  loss  function  hence  the  optimal  terminology. 

Again,  as  an  example,  a  Sun  sensor  and  a  magnetometer  will  provide  data  in 
the  body  frames  Sb  and  Mb  and  this  data  will  be  paired  with  knowledge  of  the  Sun 
vector  and  magnetic  held  in  the  inertial  frame  S)  and  Mj,  respectively.  A  third  vector 
in  the  inertial  and  body  frame  are  calculated  as 


As  =  {Si  x  Mi)/\Si  x  Mi\ 
As  =  (Sb  x  Mb)/\Sb  x  Mb 


(2.20) 


A  normalized  third  vector  in  both  the  inertial  and  body  frames  is  therefore  cre¬ 
ated  from  the  two  inertial  and  two  body  vectors  respectively.  However,  it  is  important 
to  note  that  the  Sun  vector  and  magnetic  vector  cannot  be  collinear  else  there  is  not 
a  unique  solution  to  Eq.  (2.20).  The  optimized  quaternion  estimation  is  based  upon 
Ending  the  principle  Euler  angle  <fi  that  can  minimizes  Wahba’s  cost  function.  The 
resultant  optimized  quaternion  is  calculated  via 

1 

2\/ 7(7  +  a)(l  +  vb3  •  A3) 

1 

QcSt  2a/ 7(7  —  a)(l  +  vb3  ■  A3) 

where 


(7  +  a)(vb3  x  A3)  +  P(vb 3  +  A3) 
(7  +  a)(l  +  vb3  ■  A3) 

(/?( A>3  x  A3)  +  (7  -  a)  (A3  +  A3) 
(3(1  +  vb3  •  A3) 


,  a  >  0 


,  a  <  0 


(2.21) 


a  =  (1  +  vb3  •  A3) (a\Sb  ■  Si  +  a2Mb  ■  Mi)  +  ( vb3  x  A3)  •  (cq Sb  x  Si  +  a2Mb  x  MQ 


(3  =  (A>3  +  A3)  •  (ai Sb  x  Si  +  a2Mb  x  Mi) 
7  =  a/q;2  +  (32 


(2.22) 
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where  cq  and  a2  represent  positive  weight  values  used  in  the  optimization  process.  If 
Vb3  is  equal  to  —A3,  then  the  equation  for  qest  becomes  indeterminate,  or  0/0.  This 
is  resolved  by  solving  for  the  attitude  with  respect  to  an  inertial  coordinate  frame 
related  to  the  initial  inertial  reference  frame  by  a  180°  rotation  about  the  X,  Y, or  Z 
axis.  Solving  for  one  of  the  quaternions  with  respect  to  the  new  inertial  coordinate 
system  yields 


q  = 


q4e{  -  qxe; 
-q  ■  e; 


fort  =  1,2,3 


(2.23) 


where  q‘  =  {q4,  q2,  <73,  qi}T,  q  =  {qi,  <72,  qs}T,  and  e.;  is  a  unit  vector  along  the  Ith  axis 
such  as  [1,  0,  0]T  if  calculating  a  quaternion  with  respect  to  the  new  inertial  axis  based 
upon  a  rotation  about  the  1  axis  [16]. 


2. 7  Summary 

Chapter  II  covered  the  background  information  on  the  use  of  simulated  satel¬ 
lites  for  testing  satellite  components  and  software  on  Earth,  attitude  sensors,  and  the 
geomagnetic  held.  The  theory  behind  Helmholtz  coils  and  cages  was  presented  in 
Chapter  II  as  well  as  several  examples  of  Helmholtz  cages.  Finally  a  discussion  of 
deterministic  and  optimal  attitude  determination  algorithms  was  provided.  Informa¬ 
tion  from  Chapter  II  is  utilized  next  in  Chapter  III  in  the  design  and  build  of  the 
AFIT  Helmholtz  cage  as  well  as  in  the  selection  and  implementation  of  the  optimal 
fast  quaternion  estimation  algorithm  (OFQEA). 
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III.  Methodology 


3. 1  Introduction 

Chapter  II  provided  the  background  information  of  attitude  sensors,  the  geo¬ 
magnetic  held,  Helmholtz  coils  and  cages,  and  attitude  determination  methods  that 
lead  up  to  the  design  of  AFIT’s  Helmholtz  cage  and  implementation  of  an  attitude 
determination  algorithm  on  the  test  CubeSat.  Chapter  III  will  cover  the  following: 

•  Design  and  build  of  the  AFIT  Helmholtz  cage, 

•  Dynamic  control  of  the  cage, 

•  Test  setup  for  cage  testing, 

•  CubeSat  attitude  determination  components  used  in  this  research  effort,  and 

•  Selection  and  testing  of  the  optimal  fast  quaternion  algorithm  (OFQEA). 

The  first  section  introduces  the  calculations  performed  to  determine  the  number 
of  turns  per  coil  and  the  sizes  of  the  coils  as  well  as  how  the  cage  was  built.  The  second 
section  covers  hardware  that  accompanies  the  cage  including  the  power  supplies,  truth 
magnetometer,  test  stand,  and  a  stand  for  flashlights  which  simulate  the  Sun  as  a  point 
light  source.  The  third  section  covers  the  test  setup  used  in  testing  the  Helmholtz 
cage.  The  fourth  section  describes  briefly  the  Sun  sensor  and  magnetometer  utilized 
on  the  test  CubeSat.  The  final  section  covers  the  reason  behind  selecting  the  OFQEA 
over  other  algorithms,  how  the  algorithm  is  coded,  and  how  OFQEA  is  tested. 

3.2  Cage  Design 

The  goal  in  the  design  of  the  cage  is  to  produce  magnetic  fields  of  +/-  2G  similar 
to  the  goal  proposed  by  the  University  of  Michigan  (U-M).  The  COTS,  U-M,  and  TU 
Delft  cages  all  were  approximately  2  m  x  2  m  x  2  m  as  discussed  in  Chapter  II.  Larger 
cages  result  in  larger  possible  homogenous  fields,  so  in  the  highly  possible  instance 
that  a  CubeSat  with  a  deployable  boom  or  a  larger  satellite  was  going  to  be  tested 
in  the  cage  it  would  be  worthwhile  for  AFIT  to  possess  a  larger  cage.  Initial  outer 
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dimensions  were  estimated  to  be  8’  x  8’  x  8’  where  8’  is  approximately  2.4  m.  English 
units  are  utilized  over  metric  units  as  the  aluminum  80/20  on-hand  is  cut  in  rounded 
English  units.  When  the  cage  dimensions  were  tested  in  a  Mathematica  demonstra¬ 
tion  for  Helmholtz  Coils  [50]  the  resulting  uniform  held  in  all  three  directions  was 
approximately  30  cm  as  shown  in  Fig.  3.1.  As  30  cm  should  provide  a  large  enough 
area  for  most  CubeSat  testing,  the  8’  x  8’  x  8’  design  was  acceptable. 

Bx  (gauss) 


Figure  3.1:  Estimated  Uniformity  of  Generated  Magnetic  Field 

The  outer  support  structure  of  the  cage  is  made  from  1.5”  80/20  aluminum.  The 
coils  consist  of  12  AWG  Thermoplastic  High  Heat-resistant  Nylon  (THHN)  coated 
wire  wrapped  around  1.5”  aluminum  U-channel.  The  corners  consist  of  a  plastic 
inner-piece  with  a  4”  radius  and  an  aluminum  side  piece  for  the  right  and  left  sides 
of  the  plastic  to  provide  additional  stiffness.  The  corner  pieces  are  shown  in  Fig.  3.2. 


Figure  3.2:  Corner  Piece  Components 
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The  outermost  coil  is  92”  from  outer  edge  to  outer  edge  providing  0.5”  of  leeway 
on  either  side  for  support  brackets.  The  next  coil  is  89”  from  outer  edge  to  outer  edge 
so  that  it  nests  within  the  outer  coil.  The  smallest  coil  is  also  designed  to  nest  within 
the  other  two  coils  and  therefore  is  86”  from  edge  to  edge  thus  the  coils  have  lengths 
of  92”,  89”,  and  86”. 

Three  HP  6038A  power  supplies  (PS)  supply  a  wide  range  of  capabilities  of 
0-60  V  and  0-10  A  at  200W.  The  coils  are  designed  with  these  PS  capabilities  in 
mind  and  with  the  assumption  that  200W  is  a  limiting  factor.  From  Eqn.  (2.4), 
which  is  used  to  calculate  the  magnetic  field  generated  by  square  coil  pairs  and  a 
standard  resistance  for  12  AWG  copper  wire  of  1.588  Ohms/k-ft  or  1.32E-4  Ohms/in, 
the  resulting  number  of  turns  for  each  coil  is  54.  With  this  information,  magnetic 
fields  of  +2  G  could  theoretically  be  generated  with  5.32  A  and  27.98V  for  the  largest 
coil  pair,  the  middle  size  coil  pair  would  require  5.15  A  and  26.2  V,  and  the  smallest 
coil  pair  would  require  4.98  A  and  24.48  V. 

The  coils  were  wrapped  by  placing  a  spool  of  wire  on  a  turntable  on  top  of  a 
wooden  box  and  while  one  of  the  assembled  U-channel  pieces  was  placed  on  another 
turntable  on  another  wooden  box.  First,  a  layer  of  electrical  tape  was  wrapped  around 
the  U-channel  to  add  friction  and  ensure  that  the  wire  could  not  be  pinched  by 
the  corners  at  the  junction  between  the  plastic  corner  and  U-channel.  Then  two 
individuals  manned  the  U-channel  in  order  to  lay  the  wire  in  neat  rows  while  another 
individual  manned  the  spool  of  wire  providing  tension  between  the  coil  and  the  spool. 
Once  the  coil  had  54  wrappings  the  coil  was  then  wrapped  again  with  electrical  tape. 
The  intent  was  to  lay  the  wire  in  neat  rows  so  that  the  magnetic  field  was  completely 
perpendicular  to  the  flow  of  current,  however  this  proved  to  be  very  difficult  with 
12  gauge  wire.  Assuming  a  worst  case  scenario  where  a  wire  at  the  bottom  of  the 
wrapping  of  the  smallest  coil  touches  the  left  side  of  the  U-channel  on  one  end  and 
the  right  side  at  the  other  end  the  maximum  angle  offset  of  the  magnetic  field  from 
the  plane  of  the  coil  is  0.86°.  Therefore,  the  net  direction  of  the  generated  magnetic 
field  is  not  greatly  impacted  and  since  the  wrapping  process  was  very  labor  intensive 
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and  counted  on  the  assistance  of  volunteers  it  was  decided  that  it  was  not  worth  the 


effort  to  lay  the  coils  in  absolutely  neat  rows.  The  wire  also  bows  out  slightly  at  the 


mid-point  of  the  U-channel  due  again  to  the  thickness  of  the  wire  and  the  difficulty 
in  wrapping  the  coil.  The  turntables  with  the  mounted  spool  of  wire  and  aluminum 


U-channel  are  shown  in  Fig.  3.3. 


Turntable  with 
Spool  of  Wire 


Coil  to  be 
Wrapped 


Cage  Support 
Structure 


Turntable  with 
Coil  Support 


Figure  3.3:  Coil  Wrapping  Configuration 


The  wrapped  coils  were  installed  into  the  cage  in  a  certain  orientation  based  on 
several  factors.  First  and  foremost  was  the  consideration  of  the  ambient  magnetic  held 
at  the  proposed  cage  location.  The  geomagnetic  held  is  commonly  defined  with  +X 
pointed  North,  +Y  pointing  East,  and  +Z  pointing  down.  The  cage  axes  were  selected 
to  match  this  definition.  The  final  design  requires  that  all  supports  be  made  from 
plastic  to  electrically  isolate  the  coils  from  the  support  structure;  however,  aluminum 
with  steel  fasteners  was  used  as  an  intermediary  as  can  be  seen  in  Fig.  3.4.  The  coils 
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controlling  the  Z  axis  are  the  largest  coils  in  order  to  minimize  deflection  of  a  plastic 
support  piece  with  time.  The  next  consideration  involved  the  X  or  North  component 
of  the  ambient  magnetic  field  which  is  larger  than  the  Y  or  East  component.  If  the 
direction  of  the  X  component  needed  to  be  reversed  a  higher  magnitude  magnetic  field 
would  be  required  than  that  required  to  flip  the  Y  direction  magnetic  field.  Larger 
magnetic  fields  are  generated  by  smaller  coils  thus  the  smallest  coil  was  selected  to 
control  the  X  direction.  Therefore,  the  remaining  middle  sized  coil  controls  the  Y 
direction.  The  final  cage  is  shown  in  Fig.  3.4. 


+Y 

East 


VX 

North 


+Z 

Down 


X  Axis 
Coils 


Z  Axis 
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CubeSat 
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Figure  3.4:  AFIT  Helmholtz  Cage 

Eqn.  (2.4)  relies  on  the  coils  being  orthogonal,  centered,  and  properly  spaced. 
Therefore,  the  coils  are  spaced  apart  according  to  the  Helmholtz  spacing  ratio  of 
0.5445  described  in  Sec  2.4.  The  nested  coils  are  secured  to  each  other  with  zip  ties 
not  only  stabilizing  the  structure  but  also  straightening  some  of  the  coils  as  they 
had  warped  during  the  wrapping  process.  The  coils  are  secured  to  the  outer  support 
structure  via  zip  ties  as  well  for  the  same  reasons. 
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3. 3  Cage  Equipment 

This  section  describes  equipment  that  accompanies  the  Helmholtz  cage.  Items 
discussed  include  the  power  supplies,  light  source,  test  stand,  switch  relays,  and  a 
control  computer. 

3.3.1  Power  Supplies.  As  previously  mentioned,  the  original  design  was 
based  around  using  three  HP  6038A  power  supplies  (PS)  capable  of  0-60  V  and  0-10 
A  at  200  W.  At  the  time  of  testing  one  of  the  PSs  did  not  work  so  it  was  replaced 
with  a  HP  6033A  PS  capable  of  0-20  V  and  0-30  A  and  200W.  Changing  to  the  PS 
with  lower  available  voltage  affects  the  ability  of  the  cage  such  that  a  magnetic  field 
of  +/-2G  in  the  Y  direction  is  not  achievable  as  discussed  in  Sec.  4.2.1.  However,  all 
three  power  supplies  are  still  capable  of  GPIB  control.  The  non-functioning  PS  was 
sent  for  repair  and  can  be  implemented  in  the  design  once  repaired. 

3.3.2  Truth  Magnetometer.  A  3- axis  mG  meter  from  AlphaLab,  Inc.  was 
selected  as  the  truth  magnetometer  for  the  cage.  The  magnetometer  is  capable  of 
measuring  magnetic  field  up  to  +/-2  G.  3.6.  Magnetic  fields  above  this  value  do  not 
damage  the  sensor;  however,  the  data  is  no  longer  considered  valid  and  the  digital 
display  does  not  provide  data.  A  2  meter  cable  connects  the  1.5”  x  1”  x  1”  sensor 
to  the  display  module.  The  module  has  3  BNC  outputs  for  outputting  voltage  data 
which  can  be  transformed  to  Gauss  with  the  conversion  of  1  V/G  [39].  The  3-axis 
magnetometer  has  been  successfully  connected  to  MATLAB  via  3  BNC  cables  with  a 
BNC  to  USB  module.  The  same  magnetometer  is  utilized  by  the  Delft  University  of 
Technology  [9]. 

3.3.3  Light  Source.  Testing  of  the  attitude  determination  algorithm  requires 
a  light  source  acting  as  the  Sun.  Several  flashlights  attached  to  a  stand  serve  as  the 
source  of  light.  The  stand  height  is  adjustable  so  that  the  flashlights  can  be  raised  or 
lowered  and  the  stand  is  not  attached  to  the  cage  and  can  be  moved  anywhere. 
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3.3.4  Test  Stand.  A  test  stand  was  made  out  of  80/20  aluminum  and 
plywood.  The  stand  can  be  adjusted  to  various  heights  and  can  be  moved  anywhere 
within  the  cage.  Before  each  test  the  platform  was  checked  with  a  level  to  ensure  that 
it  was  coincident  with  the  X/Y  plane  of  the  cage.  The  stand  is  shown  in  Fig.  3.5. 


Figure  3.5:  Test  Stand 


3.3.5  Relays.  Double  Pole  Double  Throw  switch  relays  were  ordered  to 
provide  the  ability  to  switch  the  direction  of  the  magnetic  field  rather  than  having 
to  disconnect  and  switch  the  coil  leads  when  necessary.  As  designed,  one  relay  can 
operate  one  pair  of  coils.  The  selected  relays  are  capable  of  relaying  8  A  and  30 
VDC  which  is  just  high  enough  to  enable  +/-2  G  fields  in  all  3  directions.  The  relays 
require  a  6  VDC  PS  to  operate.  Sockets  were  also  ordered  to  accompany  the  relays 
and  provide  the  connection  terminals  between  the  coils  and  power  supplies.  A  PS 
was  selected  to  command  the  relays  and  the  relays  should  be  installed  as  future  work. 
The  PS  should  be  connected  to  the  control  computer  described  in  Sec.  3.3.6  so  that 
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the  relays  can  be  utilized  in  the  closed-loop  control  of  the  cage  as  described  in  Sec. 
3.4. 


3.3.6  Control  Computer.  A  laptop  equipped  with  MATLAB,  Satellite  Tool 
Kit  (STK)  with  the  Space  Environment  and  Effects  Tool  (SEET),  and  Lab  VIEW  is 
used  to  control  the  AFIT  Helmholtz  cage.  MATLAB  was  used  to  perform  closed-loop 
control  of  the  magnetic  held  of  the  cage  based  on  geomagnetic  data  from  STK/SEET. 
Lab  VIEW  was  used  for  initial  communication  with  the  truth  magnetometer  and  PS. 
Although  Lab  VIEW  is  not  utilized  for  any  form  of  control,  it  was  very  useful  for 
obtaining  device  addresses  and  ensuring  that  communication  with  the  truth  magne¬ 
tometer  and  PS  was  possible. 

3.4  Cage  Control  with  STK 

The  cage  is  capable  of  simulating  the  magnetic  held  environment  a  satellite 
would  experience  on  orbit.  The  cage  is  currently  set  to  model  a  satellite  operating  in 
a  300  km  circular  orbit  at  an  inclination  of  28°.  STK  is  used  to  generate  a  listing  of 
time  and  3-axis  magnetic  held  values  from  the  provided  orbital  parameters.  A  special 
report  format  for  STK  was  created  and  saved  which  generates  a  report  listing  only 
the  time  and  magnetic  held  in  the  +X  North,  +Y  East,  and  +Z  Down  direction  in 
mG  utilizing  information  from  SEET  associated  with  STK.  The  length  of  the  report 
will  be  the  start  and  stop  time  of  the  scenario  however  this  can  be  modified  either 
in  MATLAB  or  STK.  The  closed-loop  control  of  the  magnetic  held  is  represented  by 
Fig.  3.6  and  described  in  the  remainder  of  this  section. 

A  MATLAB  script  commands  the  power  supplies  according  to  the  desired  mag¬ 
netic  held  as  per  the  SEET  report  all  while  responding  to  feedback  from  the  truth 
magnetometer.  When  run,  the  script  will  connect  with  STK  via  STK  Connect  via 
the  stkhiit,  stkOpen,  and  stkExec  commands.  MATLAB  will  then  call  for  STK  to 
set  the  magnetic  held  properties  of  the  satellite  in  the  scenario  to  utilize  the  Main 
Field  IGRF  and  External  Field  Olson-Phtzer  data  as  discussed  in  Sec.  2.3.2.  Then, 


44 


the  dynamic  control  script  requests  and  saves  a  report  of  the  geomagnetic  held  the 
satellite  in  the  scenario  would  experience  based  on  the  special  report  format. 

Next  the  dynamic  control  script  connects  to  the  power  supplies  via  the  MATLAB 
gpib  command.  The  power  supplies  are  daisy  chained  and  connected  to  the  laptop  via 
a  GPIB  to  USB  component.  The  first  action  performed  is  to  set  the  voltage  on  the 
power  supplies  to  maximum  so  that  the  power  supplies  remain  in  constant  current 
(CC)  mode  during  operation.  The  initial  setting  of  the  voltage  does  not  actually 
command  this  output  voltage,  instead  it  ensures  the  PS  remains  in  CC  mode.  If 
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the  voltage  were  set  at  a  low  value  and  the  current  became  high  enough  that  a 
higher  voltage  was  necessary,  the  PS  switches  to  constant  voltage  (CV)  mode  where 
gpib  inputs  should  be  in  Volts  not  Amps.  The  dynamic  control  script  functions  by 
commanding  the  current,  not  the  voltage,  which  is  why  it  is  important  to  stay  in  CC 
mode.  The  PS  addresses  are  1,  9,  and  5  for  the  power  supplies  controlling  the  X, 
Y,  and  Z  components,  respectively.  The  addresses  must  all  be  different  for  the  gpib 
command  to  work  and  the  address  cannot  match  the  address  of  the  GPIB  board.  The 
GPIB  board  address  used  in  this  design  is  0. 

The  dynamic  control  script  then  connects  to  the  truth  magnetometer  over  a 
BNC/USB  connection  via  the  analoginput  command  in  MATLAB  and  an  initial  read¬ 
ing  of  the  ambient  magnetic  field  at  the  truth  magnetometer  location  is  stored  for  use 
in  further  operations.  The  initial  reading  is  based  on  the  average  of  100  data  samples 
and  the  magnetometer  output  is  1  Volt  per  Gauss.  The  output  is  finally  multiplied 
by  1000  to  convert  the  data  to  mG 

After  storing  the  initial  ambient  magnetic  field  and  several  constants  utilized  in 
Eqn.  (2.4),  The  MATLAB  script  runs  through  a  ‘for’  loop  which  finds  the  difference 
between  the  desired  magnetic  field  as  calculated  in  STK  and  the  initial  ambient  mag¬ 
netic  field.  The  necessary  current  to  achieve  that  difference  is  then  back  calculated 
from  Eqn.  (2.4).  MATLAB  will  then  command  the  current  and  verify  with  the  truth 
magnetometer  that  the  desired  magnetic  field  was  achieved.  If  not,  the  script  will 
run  through  several  ‘while’  loops  until  the  magnetic  field  is  achieved  within  a  certain 
tolerance.  Once  the  desired  magnetic  field  is  achieved  the  script  moves  to  the  next 
desired  magnetic  field  at  the  next  time  step. 

When  the  switch  relays  are  installed,  the  script  will  have  to  be  modified  slightly. 
The  standard  ambient  magnetic  held  at  the  center  of  the  cage  in  the  X  direction  is 
the  average  value  of  the  magnetic  held  a  satellite  would  experience  on  orbit.  As  such, 
the  magnitude  increases  and  decreases  around  this  average  value,  therefore  requiring 
a  change  in  the  polarity  of  the  current  running  through  the  X  coil.  Performing  this 
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increase  and  decrease  is  not  possible  in  the  current  configuration  without  switch  relays. 
To  solve  this  issue  the  desired  magnetic  field  in  the  X  direction  is  multiplied  by 
negative  one  in  the  MATLAB  script  so  that  commanded  field  does  not  fluctuate 
around  the  ambient  X  component.  An  analysis  of  the  cage’s  capability  to  simulate 
the  on-orbit  magnetic  field  is  provided  in  Sec.  4.2.3. 

3.5  Cage  Test  Setup 

This  section  discusses  two  tests  that  were  performed  before  the  cage  was  built: 
an  analysis  of  the  effects  of  objects  on  the  ambient  magnetic  field  and  a  survey  of  the 
geomagnetic  field  in  the  proposed  location  for  the  cage.  Also  discussed  is  an  analysis 
of  the  expected  generated  magnetic  field  and  how  the  ability  of  the  cage  to  zero  the 
ambient  magnetic  field  was  tested  across  the  test  plane. 

3.5.1  Object  Influence  on  Magnetic  Field.  Before  building  the  cage  it  was 
important  to  understand  how  the  magnetic  field  is  affected  by  different  objects  preva¬ 
lent  in  the  classroom  where  the  cage  was  going  to  reside.  The  truth  magnetometer 
remained  in  one  location  as  a  control  while  different  objects  were  brought  closer  to 
the  magnetometer  in  an  effort  to  see  at  what  distance  the  magnetic  field  recorded  by 
the  magnetometer  would  change.  Results  are  provided  in  Sec.  4.1.1. 

3.5.2  Room  Survey.  The  second  test  involved  surveying  the  magnetic  field 
in  the  proposed  area  for  the  cage.  A  system  of  three  magnetometers  was  used  to 
characterize  the  magnetic  field  in  the  area.  The  three  magnetometers  fastened  with 
plastic  screws  to  a  wood  shelf  and  attached  to  a  plastic  cart  can  be  seen  in  Fig.  3.7. 

Discrete  data  was  collected  for  at  least  10  seconds  with  1  second  time  intervals 
for  all  three  magnetometers  simultaneously.  All  three  magnetometers  were  then  rolled 
to  a  different  location  and  the  data  collect  was  repeated.  Data  was  collected  from  1000 
to  1500  local  on  the  11th  of  November  2011  and  1500-1700  on  the  15th  of  the  same 


47 


Figure  3.7:  Three  Magnetometer  System 


month  in  order  to  minimize  diurnal  changes.  The  collected  data  was  then  averaged, 
normalized,  and  plotted  in  MATLAB  and  is  shown  in  Sec.  4.1.2. 


3.5.3  Expected  Generated  Magnetic  Field.  The  expected  magnetic  field 
at  the  center  of  the  cage  is  calculated  by  adding  the  ambient  magnetic  field  to  the 
expected  generated  magnetic  field  from  Eq.  (2.4).  AWG  charts  provide  an  average 
resistance  of  1.588  Ohms/k-ft  or  1.32E-4  Ohms/in  for  12  gauge  copper  wire.  The 
expected  magnetic  field  at  the  center  of  the  cage  for  an  ambient  magnetic  field  of 
230.7  rnG,  -105.5  mG,  and  433.2  rnG  in  the  X,  Y,  and  Z  directions  respectively  in  a 
cage  with  54  wrappings  per  coil  and  coil  dimensions  of  92” ,  89” ,  and  86”  is  provided 
in  Table  3.1.  The  final  relation  between  applied  current  and  magnetic  field  is  provided 
in  Sec.  4.2.1. 


Table  3.1:  Expected  Magnetic  Field 


Coil 

Current  (A) 

Magnetic  Field  at  Cage  Center  (G) 

X  (85”) 

0.565 

0 

Y  (88”) 

0.269 

0 

Z  (91”) 

1.14 

0 

X  (85”) 

5.475 

-2 

Y  (88”) 

4.08 

1.5 

Z  (91”) 

6.39 

-2 
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3.5.4  Zeroing  the  Ambient  Magnetic  Field.  Testing  of  the  ability  of  the  cage 
to  zero  the  magnetic  held  across  a  test  plane  was  performed  by  zeroing  the  magnetic 
held  at  approximately  the  center  of  the  test  plane  and  running  a  truth  magnetometer 
over  the  plane  at  1.5”  intervals  as  shown  in  Fig.  3.8. 


Figure  3.8:  Test  Plane 


The  axes  displayed  in  Fig.  3.8  are  representative  of  the  center  point  or  origin  of 
the  cage.  The  magnetic  held  was  tested  across  10  different  locations  in  the  X  direction 
and  19  locations  along  the  Y  direction  for  a  total  of  190  test  points.  The  tested  area 
is  approximately  15”  by  28.5”.  Results  are  provided  in  Sec.  4.2.2. 

3. 6  CubeS at  Components 

The  CubeSat  used  in  this  experiment  is  commanded  and  controlled  via  the 
Arduino  Mega  board  that  is  based  on  the  ATmel  ATmegal280  microcontroller  which 
is  used  on  the  C&DH  and  EPS  boards  on  the  test  CubeSat.  Communication  between 


49 


the  Mega  board  and  the  Arduino  integrated  development  environment  (IDE)  running 
on  a  laptop  can  either  be  via  hardline  with  USB  or  wirelessly  over  an  Xbee  Radio. 
The  CubeSat  has  its  own  batteries  and  EPS.  The  CubeSat  also  has  light  sensors  and 
a  magnetometer  for  attitude  determination  as  well  as  reaction  wheels  for  attitude 
control.  The  light  sensors  and  magnetometer  will  be  discussed  further  in  this  section. 

3.6.1  Sun  Sensors.  The  CubeSat  is  equipped  with  six  Vishay  TEMT6000 
ambient  light  sensor  breakout  boards  similar  to  Sun  presence  sensors  as  discussed  in 
Sec.  2.2.  The  light  sensors  act  as  Sun  sensors  for  attitude  determination  and  the 
sensors  are  shown  in  Fig.  3.9. 


Q 


Figure  3.9:  TEMT6000  Light  Sensor 

One  Sun  sensor  is  located  on  each  face  of  the  CubeSat  at  the  approximate  center 
of  each  face.  Because  a  10-bit  A/D  converter  is  used,  the  light  sensors  are  capable 
of  outputting  values  of  0  for  no  light  detected  to  a  maximum  of  1024  when  a  light 
source  is  placed  directly  over  the  sensor.  The  light  sensors  are  used  to  calculate  the 
Sun  vector  in  the  body  frame  of  the  CubeSat  utilizing  azimuth  Az  and  elevation  El 
angles  as  shown  in  Fig.  3.10. 

The  azimuth  angle  is  calculated  on-board  the  CubeSat  in  the  Arduino  environ¬ 
ment  via  the  atan2  function  utilizing  the  maximum  Sun  sensor  value  between  the 
Sun  sensor  in  the  +X  direction  and  the  Sun  sensor  in  the  -X  direction  versus  the 
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Figure  3.10:  Sun  Vector  Angles  in  the  CubeSat  Reference  Frame 

maximum  values  for  the  sensor  in  the  +Y  direction  and  -Y  direction.  The  elevation 
angle  also  utilizes  the  atan2  function  with  the  maximum  value  from  the  positive  and 
negative  Z  direction  sensors  versus  the  horizontal  component  of  the  Sun  vector  as 
calculated  from  data  from  the  X  and  Y  Sun  sensors.  A  Sun  sensor  must  be  placed  at 
the  middle  of  a  face  to  ensure  the  proper  geometry  for  these  calculations.  The  light 
sensors  also  have  a  different  relative  radiant  sensitivity  when  the  light  is  off  boresight 
as  compared  to  when  the  light  is  nadir;  however  this  information  was  not  taken  into 
account  in  the  computation  of  the  Az  and  El  angles.  Recommendations  for  future 
work  include  incorporating  the  radiant  sensitivity  of  the  Sun  sensors  to  improve  the 
accuracy  of  the  sensor. 

3.6.2  Magnetometer.  Like  the  Sun  sensors,  a  magnetometer  is  also  used  for 
attitude  determination.  As  mentioned  in  Sec.  2.2  the  magnetometer  on-board  the 
CubeSat  is  a  HMC5843  3- Axis  Digital  Compass  IC  from  Honeywell  on  a  SEN-10183  9 
degrees  of  freedom  (DOF)  board  available  from  Sparkfun.  The  front  and  back  of  the 
9  DOF  board  is  shown  in  Fig.  3.11  where  the  magnetometer  is  the  black  component 
in  the  middle  of  the  board. 
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Figure  3.11:  Sparkfun  9  DOF  Board 


Raw  data  from  the  magnetometer  can  be  pulled  from  the  9DOF  board  into  the 
Arduino  environment  using  the  standard  HMC  library  from  Arduino.  Testing  of  the 
magnetometer  will  be  described  further  in  Sec.  4.3  including  the  offset  and  linearity 
of  the  magnetometer  as  well  as  effects  of  the  reaction  wheels.  The  magnetometer 
operates  for  magnetic  fields  of  +/-  4  G  as  per  the  spec  sheet  [24], 

3.6.2. 1  Magnetometer  Placement.  Precise  attitude  determination 
when  using  only  Sun  sensor  and  magnetometer  data  is  highly  dependent  upon  the 
accuracy  of  the  magnetometer  so  much  consideration  needs  to  go  into  its  placement. 
The  on-board  magnetometer  was  initially  installed  on  the  C&DH  card  of  the  Cube- 
Sat.  The  CubeSat  was  placed  next  to  the  truth  magnetometer  with  the  on-board 
and  truth  magnetometers  at  the  same  height  and  no  greater  then  a  centimeter  apart. 
The  magnetic  magnitudes  in  all  three  directions  of  the  truth  magnetometer  would 
vary  up  to  50  mG  in  a  magnetic  held  environment  of  1.5  G,  and  if  the  CubeSat  was 
removed,  the  readings  of  the  truth  magnetometer  would  return  to  normal  indicating 
that  there  was  a  magnetic  held  being  generated  by  the  CubeSat.  The  CubeSat  was 
then  disassembled  and  the  reaction  wheel  assembly  with  ADCS  card  and  then  each 
individual  card  was  placed  next  to  the  truth  magnetometer  to  check  the  component’s 
effect  on  the  magnetic  held. 

The  majority  of  cards  as  well  as  the  reaction  wheel  assembly  had  a  minimal 
effect  on  the  truth  magnetometer  of  no  greater  than  3  mG.  The  C&DH  card  however 
caused  changes  in  the  magnetic  held  of  50  mG  as  experienced  when  the  entire  assembly 
was  placed  next  to  the  truth  magnetometer.  The  C&DH  card  had  a  low  resistance 
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circuit  which  carried  a  current  in  the  1.5  G  environment  producing  a  magnetic  held. 
The  CubeSat  was  capable  of  providing  telemetry  in  the  1.5  G  environment  so  testing 
proceeded  with  the  assumption  that  the  increased  current  in  the  circuit  was  not 
affecting  any  vital  component.  However,  the  on-board  magnetometer  was  moved 
to  the  end  of  the  CubeSat  the  furthest  distance  from  the  C&DH  card  to  prevent 
any  interference  from  the  induced  magnetic  held.  The  truth  magnetometer  at  the 
elevation  of  the  new  magnetometer  was  not  affected  by  more  than  3  mG  when  the 
newly  located  on-board  magnetometer  and  CubeSat  assembly  was  placed  next  to  the 
truth  magnetometer.  The  orientation  of  the  9  DOF  board  with  respect  to  the  top 
of  the  CubeSat  is  provided  in  Fig.  3.12.  The  9  DOF  board  is  approximately  in  the 
center  of  the  top  face  of  the  CubeSat  set  slightly  within  the  CubeSat. 


Figure  3.12:  Final  Placement  of  On-board  Magnetometer 


3.7  CubeSat  Attitude  Determination  Algorithm  and  Testing 

The  hnal  topic  covered  in  Chapter  111  is  the  implementation  of  the  attitude 
determination  algorithm  and  a  description  of  how  the  algorithm  was  tested.  Attitude 
determination  is  performed  via  the  Arduino  Mega  board  on  the  C&DH  board  on¬ 
board  the  CubeSat.  The  optimal  fast  quaternion  estimation  algorithm  (OFQEA),  as 
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described  in  Sec.  2. 6. 2. 3,  was  selected  for  the  CubeSat  because  it  is  an  optimized 
algorithm  compared  to  the  TRIAD  method  as  described  in  Sec.  2.6.1.  It  was  also 
selected  over  the  q-method  and  QUEST  as  described  in  Sec.  2.6.2. 1  and  Sec.  2. 6. 2. 2  as 
the  documentation  on  OFQEA  provided  an  exact  solution  of  the  optimal  quaternion 
that  was  not  dependent  upon  calculating  the  eigenvalues  and  eigenvectors  of  the 
cost  function.  Coding  the  Arduino  platform  to  calculate  determinants  and  solve  an 
eigenvalue  problem  is  more  difficult  than  coding  dot  products,  cross  products,  and 
matrix  multiplication  as  utilized  by  OFQEA. 

The  two  vectors  utilized  in  the  OFQEA  algorithm  by  the  CubeSat  are  the  Sun 
vector  and  the  magnetic  vector.  The  inertial  Sun  and  magnetic  vector  are  added 
directly  into  the  code  so  that  if  the  flashlight  and  cage  magnetic  held  are  changed 
these  vectors  also  need  to  be  changed.  All  of  the  body  and  inertial  Sun  and  magnetic 
vectors  are  transformed  into  unit  vectors.  The  sensors  are  equally  weighted  in  the 
code  to  represent  equal  measurement  variances  in  the  sensors  and  an  initial  guess  of 
1  for  each  weight  was  utilized  as  there  is  no  a  priori  knowledge  of  the  variances.  Both 
the  estimated  quaterions  for  a  greater  than  0  and  a  less  than  0  are  included  in  the 
code  but  the  code  does  not  currently  handle  the  case  when  is  equal  to  —  iQ. 

During  testing,  the  USB  connection  was  always  removed  so  that  the  control 
laptop  could  be  outside  of  the  cage  and  therefore  not  impact  the  magnetic  held. 
The  CubeSat  transmitted  telemetry  over  the  Xbee  radio  during  testing.  Telemetry 
included  raw  data  from  the  Sun  sensors  as  well  as  raw  data  from  the  magnetometer. 
It  also  included  the  azimuth  and  elevation  of  the  Sun  vector  as  calculated  by  the 
Sun  sensors,  the  estimated  quaternions,  and  the  Euler  angles  associated  with  a  1-2-3 
rotation  as  calculated  from  the  estimated  quaternions. 

Evaluating  the  attitude  algorithm  included  testing  with  a  magnetic  vector  of 
{0,  0,  —2 }j  G  and  then  {0, 1.5,  0}*  G.  The  magnetic  vector  was  verified  by  placing  the 
truth  magnetometer  directly  over  the  on-board  magnetometer  and  then  removing  the 
truth  magnetometer  before  beginning  rotation  of  the  CubeSat.  In  both  cases,  the 
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Sun  vector  was  {1,0,  0}*.  The  location  of  the  flashlights  and  test  setup  for  attitude 
algorithm  testing  is  depicted  in  Fig.  3.13. 


Figure  3.13:  Attitude  Determination  Testing  with  Illumination 

During  the  testing,  the  CubeSat  was  rotated  by  hand  on  top  of  a  compass  rose 
on  top  of  the  test  stand.  The  approximate  direction  was  verified  with  a  ruler  from  the 
mid-point  of  a  face  of  the  CubeSat  as  shown  in  Fig.  3.14.  The  CubeSat  was  checked 
via  ruler  after  each  rotation  to  confirm  that  it  was  still  centered  over  the  compass  rose. 
Accuracy  of  the  truth  rotation  via  the  compass  rose  is  well  within  +/-  1°.  Results 
of  the  attitude  determination  testing  with  the  magnetic  field  in  the  —  Zj  and  then  Yt 
directions  are  provided  in  Sec.  4.4. 

After  performing  the  attitude  determination  tests,  the  raw  data  was  stored  and 
reused  in  MATLAB  to  validate  a  duplication  of  the  OFQEA  in  MATLAB.  Once 
validated,  the  accuracy  was  tested  for  different  weights  of  1  and  3  for  the  Sun  sensors 
and  magnetometer  respectively  and  then  vice  versa.  The  results  were  then  plotted 
against  the  equally  weighted  solution  as  calculated  by  the  CubeSat.  The  results 
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Figure  3.14:  Truth  Rotation  of  CubeSat 


are  provided  in  Sec.  4.4.2.  Finally,  the  raw  data  was  used  to  compare  the  TRIAD 
method  as  computed  via  MATLAB  simulation  versus  the  OFQEA  test  data.  Results 
are  provided  in  Sec.  4.4.3. 


3. 8  Summary 

Chapter  III  covered  the  design  and  build  of  the  Helmholtz  cage  including  the 
number  of  wrappings  selected  per  coil  and  the  dimensions  of  each  coil.  Also  covered 
was  the  methodology  for  dynamically  controlling  the  cage  to  simulate  the  on-orbit 
geomagnetic  field  via  MATLAB  and  STK.  The  test  configuration  of  all  the  testing 
discussed  in  Chapter  IV  was  covered  in  Chapter  III.  The  CubeSat  was  covered  in 
further  detail  and  the  selection  and  implementation  of  OFQEA  was  discussed  in  detail. 


56 


IV.  Results  &  Analysis 

This  chapter  presents  the  results  of  the  tests  described  in  Chapter  III.  The  results 
are  analyzed  and  suggestions  for  improvement  are  provided  accordingly.  The  first  set 
of  results  covers  an  analysis  of  the  affects  of  electrical  and  ferromagnetic  objects  on 
a  magnetic  field  and  then  an  analysis  of  the  ambient  magnetic  field  before  the  cage 
was  built.  The  next  set  of  results  pertain  to  the  Helmholtz  cage  as-built  including  its 
maximum  and  minimum  magnetic  field  capabilities,  the  ability  to  zero  the  magnetic 
field  across  the  test  plane  at  the  center  of  the  cage,  and  the  accuracy  of  the  dynamic 
simulation  of  the  geomagnetic  field  a  CubeSat  would  experience  in  orbit.  The  third 
section  covers  the  results  of  magnetometer  testing  including  an  analysis  of  the  linearity 
and  offset  of  the  magnetometer  as  well  as  the  impact,  or  lack  thereof,  of  the  reaction 
wheels  on  the  magnetometer.  The  fourth  and  final  section  provides  the  results  of 
attitude  determination  testing. 

4-1  Analysis  of  Ambient  Magnetic  Field  Pre-Cage 

4-1.1  Effects  of  Electrical  and  Ferromagnetic  Objects.  To  understand  the 
ambient  magnetic  field  it  is  important  to  understand  the  effects  of  objects  prevalent 
in  the  local  environment.  The  cage  is  in  a  lab  classroom  setting  with  ferromagnetic 
toolboxes,  steel  desks,  and  several  computers.  The  distance  at  which  different  objects 
affect  the  magnetic  field  are  provided  in  Table  4.1. 


Table  4.1:  Proximity  Testing 


Object 

Distance  (inches) 

Pasco  Rotary  Sensor 

15 

Power  Supply 

5 

Laptop 

21 

Metal  Toolbox 

51 

Steel  Desk 

76 

During  testing  the  power  supplies  were  tested  when  powered  on  as  well  as  off 
which  actually  did  not  have  an  effect  on  the  distance  at  which  the  magnetic  field 
would  change.  The  laptop  was  powered  on  and  off  during  testing  as  well  and  there 


57 


was  not  a  difference  between  the  two,  thus  material  properties,  not  electric  currents 
are  the  dominant  influence  on  the  magnetic  field.  It  was  determined  from  the  testing 
that  the  Pasco  Rotary  Sensor  in  the  current  configuration  could  not  be  used  as  the 
truth  rotation  device  for  attitude  determination.  The  steel  desks  have  the  furthest 
reaching  affect,  but  they  are  a  necessity  in  the  classroom  and  an  aluminum  desk  is 
suggested  for  the  immediate  vicinity  to  house  the  control  laptop  and  power  supplies 
and  the  desks  already  in  the  classroom  are  arranged  as  best  as  possible  to  minimize 
the  impact  on  the  cage.  Details  on  the  setup  for  the  test  are  provided  in  Sec.  3.5.1. 

4-1-2  Room  Survey.  This  section  provides  the  results  of  a  survey  of  the 
ambient  magnetic  field  in  the  proposed  area  for  the  Helmholtz  cage  as  described  in 
Sec.  3.5.2.  The  results  are  provided  in  Figs.  4.1  and  4.2. 
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Figure  4.1:  Ambient  Geomagnetic  Vector  Pre-Cage 


In  Fig.  4.1,  magnetic  North  is  in  the  positive  X  direction  and  slightly  positive 
Y  direction.  The  units  of  the  mapping  are  in  inches.  The  long  gray  bar  at  the  bottom 
of  the  figure  represents  a  steel  desk  from  0”  to  60” ,  a  toolbox  from  60”  to  98” ,  and 
another  desk  from  98”  to  158” .  Another  steel  desk  is  represented  in  gray  at  the  top 
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right  with  the  laptop  used  to  collect  data  from  the  magnetometers  at  the  bottom 
corner,  represented  in  a  darker  gray,  and  a  PC  tower  at  the  upper  corner  which  is  also 
represented  by  a  darker  gray  block.  Both  the  PC  tower  and  laptop  were  on  during 
testing.  Another  steel  desk  was  perpendicular  to  this  desk.  There  is  a  wall  extending 
along  the  upper  edge  along  the  ‘O’  Y  locations  and  a  wall  along  the  left  edge  along 
the  ‘0’  X  locations.  The  red  square  in  the  middle  represents  the  expected  location  of 
the  uniform  held  of  the  Helmholtz  cage.  As  shown  in  Fig.  4.1,  the  wall  had  a  minimal 
effect  on  the  geomagnetic  held  when  compared  to  the  effects  of  the  steel  desk  with 
the  PC  tower  and  laptop.  The  steel  desk  is  composed  of  ferromagnetic  material  and 
as  such  displays  the  ability  to  greatly  affect  the  geomagnetic  held  causing  the  held 
to  rotate  as  it  approaches  the  desk.  This  desk  was  therefore  removed  before  building 
and  testing  the  cage.  Fig.  4.2  is  a  side  view  of  Fig.  4.1  which  exhibits  the  declination 
of  the  geomagnetic  held  for  the  room. 


Figure  4.2:  Ambient  Geomagnetic  Vector  Pre-Cage  Side  View 

As  shown  in  Fig.  4.2,  the  geomagnetic  held  along  the  ‘0’  X  position  has  a  varying 
declination  with  the  held  nearest  the  reader  having  the  greatest  declination  on  average 
compared  to  other  vectors  along  the  same  X  position.  The  same  magnetometer  was 


59 


not  used  for  each  vector  along  the  back  wall,  ruling  out  error  from  a  magnetometer. 
As  the  held  vectors  along  the  ‘20’  X  position  are  fairly  consistent,  the  difference 
in  declination  between  the  near  and  far  vectors  likely  is  not  a  function  of  the  wall 
furthest  from  the  reader.  The  wall  to  the  left  along  the  X  axis  had  a  cable  conduit 
with  active  cables  which  likely  is  the  source  of  the  evident  effect  on  the  geomagnetic 
held  closest  to  the  wall.  The  declination  of  the  held  becomes  more  consistent  as  the 
held  approaches  the  desk  showing  again  that  the  desk  has  a  strong  effect  on  the  local 
geomagnetic  held. 

4-2  Helmholtz  Cage  Analysis 

4-2.1  Resultant  Magnetic  Field  Capability.  The  measured  capabilities  of 
AF1T  Helmholtz  cage  are  provided  in  Table  4.2.  Throughout  this  testing  maximum 
held  values  where  generated  while  holding  the  other  axes  at  approximately  0  mG. 

Table  4.2:  Measured  Magnetic  Field  Capability  of  AF1T  Helmholtz  Cage 


Direction 

Power  Supply  Settings 

Resultant  Field  (G) 

X 

20.4  V  4.21  A 

+1.999 

X 

27.3  V  5.62  A 

-1.999 

Y 

20.4  V  3.96  A 

+1.506 

Y 

20.5  V  3.92  A 

-1.692 

Z 

21.5  V  4.29  A 

+1.999 

Z 

31.8  V  6.23  A 

-1.999 

The  AF1T  Helmholtz  cage  is  capable  of  changing  the  magnetic  fields  at  the 
center  of  the  cage  to  at  least  +/-2  G  in  the  X  and  Z  directions  with  the  limitation 
being  the  +/-2  G  range  of  the  truth  magnetometer.  The  ambient  magnetic  held  at 
the  center  in  the  X  direction  was  approximately  +235  mG  at  the  time  of  testing  and 
the  ambient  magnetic  held  in  the  Z  direction  was  +417  mG.  The  maximum  abilities 
of  the  X  and  Z  axis  power  supplies  is  36.3  V  with  7.52  A  and  36.1  V  with  7.25 
A  before  overload,  respectively.  With  these  values  the  cage  would  theoretically  be 
capable  of  generating  magnetic  helds  of  +/- 3  G  in  addition  to  the  ambient  magnetic 
held.  Both  the  X  and  Z  axis  coils  utilize  the  Agilent  6038A  power  supplies.  The  Y 
axis  coils  utilize  the  HP/Agilent  6033 A  power  supply  with  lower  voltage  ability  than 
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the  6038A.  Because  of  the  lower  voltage  the  Y  axis  coils  are  capable  of  changing  the 
magnetic  held  at  the  center  of  the  cage  from  -1.692  G  to  1.506  G  while  maxing  out 
the  capabilities  of  the  6033A  power  supply  at  20.5  V  with  3.92  A  and  20.4  V  with 
3.96  A,  respectively. 

The  actual  magnetic  held  generated  by  the  cage  is  compared  to  the  estimated 
generated  magnetic  held  in  Table  4.3.  These  values  are  for  magnetic  helds  at  the  center 
of  the  cage  of  {0,0,0}  G  and  {—2, 1.5,  —2}  G  in  the  X,  Y,  and  Z  axes  respectively 
with  an  ambient  magnetic  held  of  approximately  230  rnG,  -105  mG,  and  433  mG.  The 
estimated  generated  magnetic  held  represents  the  held  generated  as  per  Eq.  (2.4)  if 
the  actual  applied  current  is  utilized  in  calculations. 

Table  4.3:  Actual  Magnetic  Field  vs.  Expected  Magnetic  Field 


Coil 

Actual  Applied 
Current  (A) 

Estimated  Generated 
Magnetic  Field  (mG) 

Actual  Generated 
Magnetic  Field  (mG) 

Magnetic  Field 
Percent  Error  (%) 

X  (85”) 

0.55 

-224.2 

-230.7 

2.83 

Y  (88”) 

0.26 

102.4 

105.5 

2.98 

Z  (91”) 

1.29 

-415.0 

-433.2 

4.21 

X  (85”) 

5.62 

-2290.65 

-2230.7 

2.69 

Y  (88”) 

3.96 

1559.03 

1611.9 

3.28 

Z  (91”) 

6.23 

-2371.86 

-2433.2 

2.52 

As  shown  in  Table  4.3  the  error  between  the  estimated  magnetic  held  as  calcu¬ 
lated  via  Eqn.  (2.4)  and  actual  magnetic  held  generated  varies  from  2.52%  to  4.21%. 
Several  factors  weigh  into  the  error.  First,  the  current  was  read  from  the  digital 
display  on  the  power  supplies  which  only  displays  two  significant  figures  after  the 
decimal.  When  the  current  is  controlled  via  GP1B,  there  are  actually  four  significant 
figures  after  the  decimal  so  the  applied  current  can  be  slightly  different  than  that 
on  the  digital  display  which  affects  estimated  generated  magnetic  held  calculations. 
Secondly,  Eq.  (2.4)  is  based  upon  square  coils.  Wire  does  not  lend  itself  to  square 
corners  so  some  error  will  come  from  the  fact  that  the  corners  are  rounded.  Also  the 
wire  bows  out  slightly  at  the  mid-point  of  the  coils  making  the  shape  slightly  circular. 
Another  possibility  for  the  discrepancy  between  the  actual  and  estimated  values  could 
be  the  power  supplies  not  being  calibrated  at  the  time  of  testing.  The  last  calibration 
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date  for  the  Y  axis  control  power  supply  was  in  2005  and  the  other  power  supplies 
do  not  have  a  listed  calibration  date.  The  estimated  resistance  and  applied  voltage 
do  not  have  an  affect  on  the  estimated  magnetic  held  as  Eqn.  (2.4)  does  not  depend 
on  the  resistance  or  voltage.  The  equation  depends  only  upon  the  applied  current, 
number  of  wrappings,  and  the  spacing  between  the  pair  of  coils.  The  actual  values  for 
the  current,  number  of  wrappings,  and  spacing  were  used  in  calculating  the  estimated 
values. 

4-2.2  Zeroing  the  Ambient  Magnetic  Field.  The  next  test  performed  with 
the  Helmholtz  cage  tested  the  ability  of  the  cage  to  zero  the  magnetic  held  across 
a  test  plane.  The  truth  magnetometer  was  used  to  survey  the  magnetic  held  across 
the  support  platform  within  the  cage  with  the  center  point  commanded  to  have  a  0 
rnG  magnetic  held  in  all  3  directions.  Test  setup  was  described  in  Sec.  3.5.4.  The 
magnetic  held  vectors  provided  in  Fig.  4.3  are  scaled  to  one  tenth  of  their  original  size 
to  enable  a  clearer  idea  of  the  magnetic  held  across  the  test  plane.  The  vectors  are 
also  in  mG  and  therefore  relatively  small,  but  due  to  the  required  scaling  of  the  axis 
the  vectors  appear  large.  The  cage  was  zeroed  around  the  point  0.75”,  0”,  0”  in  the 
X,  Y,  and  Z  directions,  respectively,  on  the  test  plane  as  the  test  points  were  arranged 
slightly  offset  from  the  0”,  0”,  0”  point  in  the  X,  Y,  and  Z  directions,  respectively. 

As  shown  in  Fig.  4.3,  the  magnetic  held  in  the  back  right  corner  of  the  cage  and 
to  the  right  of  Fig.  4.3  had  the  largest  magnitude  with  a  vector  of  {41.5,  —2.1,  —2.21} 
mG  in  the  X,  Y,  and  Z  directions,  respectively.  This  corner  is  in  the  -X  and  -Y 
direction  near  the  corner  of  the  room  where  a  support  column  projects  out  from 
the  wall  approximately  6  inches  in  both  directions.  The  column  has  a  ferromagnetic 
material,  likely  rebar,  which  is  likely  affecting  the  magnetic  held.  The  cage  would 
have  to  be  moved  further  from  the  corner  to  verify  this  theory.  A  computer  and  steel 
desk  in  the  front  right  corner,  or  +X,  -Y  direction  likely  affected  the  magnetic  held 
in  this  corner. 
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Magnetic  Z  Vector  Data  Point  Origin  (in)  and  Magnitude  (mG) 


Figure  4.3:  Magnetic  Variance  with  Zeroed  Cage  Center  (Vectors  Scaled  to  l/10*/l  Size  -  Cage  Center  at  0,  0,  0  mG) 


It  has  been  shown  that  the  steel  desk  has  a  far  reaching  effect  on  the  magnetic 
held  so  replacing  the  desk  with  the  planned  non-ferromagnetic  desk  should  have  a 
large  impact.  The  magnetic  held  would  have  to  be  mapped  again  after  the  new,  all 
aluminum  desk  is  built.  It  is  not  a  requirement  to  move  the  cage  and  install  the  desk 
as  the  magnetic  held  could  be  characterized  for  a  commanded  magnetic  held  so  that  if 
the  magnetic  held  in  one  location  is  known  from  a  truth  magnetometer,  the  magnetic 
held  at  any  other  location  on  the  test  plane  or  even  within  a  test  volume  is  known. 
However  it  is  very  easy  to  move  the  desk  and  would  make  characterizing  the  held 
much  easier. 

It  can  be  seen  from  Fig.  4.4  on  the  next  page  that  the  zeroed  magnetic  held 
vectors  in  blue  follow  the  vertical  displacement  pattern  of  the  ambient  magnetic  held 
highlighted  in  red.  The  zeroed  magnetic  held  vectors  have  been  scaled  to  one  tenth 
of  the  original  size  and  the  ambient  magnetic  held  vectors  have  been  scaled  to  less 
than  one  thirtieth  of  the  original  size.  The  magnetic  held  as  a  whole  has  an  angled 
appearance  which  would  change  with  the  increase  in  generated  magnetic  held  in  any 
direction.  The  ambient  magnetic  holds  display  the  possible  effects  of  the  steel  desk 
and  reinforced  column  at  the  corners  of  the  cage.  The  angles  of  the  zeroed  held 
vectors  with  respect  to  the  test  plane  are  much  higher  than  the  ambient  helds  thus 
the  magnetic  held  generated  by  the  cage  amplihed  the  effects  of  the  desk  and  reinforced 
column.  Again,  these  effects  could  be  calibrated  out  for  a  known  applied  magnetic 
held. 

Also  of  interest  is  a  top  view  of  the  magnetic  vectors  across  the  test  plane.  Fig. 
4.5  follows  Fig.  4.4  and  displays  a  top  view  of  both  the  scaled  ambient  magnetic  held 
in  red  and  the  zeroed  cage  center  magnetic  held  in  blue.  To  the  right  of  the  figure 
and  therefore  close  to  the  wall  with  the  support  column  in  one  corner  and  the  desk 
in  another  the  ambient  held  vectors  had  a  larger  magnitude  than  those  to  the  left  in 
the  +Y  direction.  This  is  also  evident  in  the  zeroed  magnetic  vectors. 
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Magnetic  Z  Vector  Data  Point  Origin  (in)  and  Magnitude  (mG) 


Figure  4.4:  Ambient  Field  vs.  Zeroed  Field 


Figure  4.5:  Top  View  of  Ambient  Field  vs.  Zeroed  Field 


Magnetic  X  Vector  Data  Point  Origin  (in)  and  Magnitude  (mG) 


The  variation  of  the  individual  magnetic  field  components  is  displayed  in  Figs. 
4.6  to  4.8.  The  support  column  in  the  back  right  or  -X/-Y  direction  of  the  cage 
likely  impacted  the  X  component  of  the  magnetic  field.  The  steel  desk  in  the  +X/-Y 
direction  likely  was  what  impacted  the  Z  and  Y  components  of  the  magnetic  field. 


Figure  4.6:  Variation  of  Bx  -  Cage  Center  Figure  4.7:  Variation  of  By  -  Cage  Center 
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Figure  4.8:  Variation  of  Bz  -  Cage  Center  at  0,  0,  0  mG 


As  expected,  the  cage  was  not  able  to  completely  zero  the  magnetic  field  uni¬ 
formly  across  the  test  plane.  At  worst,  the  cage  was  able  to  change  the  ambient 
magnetic  field  from  273.3  mG  X,  -100.7  mG  Y,  and  402.5  Y  mG  in  the  back  right 
corner  of  the  cage  to  41.5,  -2.1,  and  -2.21  mG,  respectively  changing  the  length  of  the 
magnetic  vector  to  one  tenth  the  original  length.  Moving  the  cage  away  from  the  sup¬ 
port  column  and  replacing  the  desk  with  the  planned  non-ferromagnetic  desk  would 
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move  the  ambient  magnetic  field  to  a  more  uniform  field,  and  it  would  ensure  that 
the  cage’s  magnetic  field  wasn’t  modified  by  these  sources  of  error.  A  uniformity  test 
would  have  to  be  reconducted  to  recharacterize  the  ambient  field.  Another  option  is 
to  characterize  the  magnetic  field  for  any  possible  generated  magnetic  field  where  an 
object  such  as  a  CubeSat  or  torque  coil  is  going  to  be  tested,  preferably  at  the  center 
where  the  cage  is  most  uniform,  and  at  the  same  time  characterize  a  slightly  offset 
location  where  the  truth  magnetometer  would  be  during  testing.  By  characterizing 
both  locations,  users  would  have  knowledge  of  what  the  magnetic  field  at  the  test 
location  is  based  on  data  from  the  truth  magnetometer. 

Removing  the  desk  and  moving  the  cage  away  from  the  support  column  in 
this  scenario  would  likely  increase  the  field  of  uniformity  and  therefore  the  test  area. 
However,  CubeSats,  torque  coils,  and  magnetometers  are  small  objects  that  would 
typically  be  placed  in  the  center  of  the  cage  where  variations  in  homogeneity  are 
small  and  therefore  the  deviations  should  not  have  a  large  affect  on  testing.  Overall 
the  deviations  in  the  X  direction  are  within  5%  of  the  commanded  X  field  within 
a  4”  radius  from  the  center  of  the  cage,  deviations  in  the  Y  direction  are  within 
6%,  and  deviations  in  the  Z  direction  are  within  2%.  NPS  reported  deviations  of 
2%,  6%,  and  6%  in  the  X,  Y,  and  Z  directions,  respectively  whithin  a  3.825”  radius. 
MEDA  Inc.  reports  magnetic  fields  within  0.03%  of  the  commanded  field  within  an 
approximately  4”  radius  but  this  is  when  their  cage  is  place  far  from  ferromagnetic 
objects  as  discussed  in  Sec.  2.4.  MEDA  Inc.  also  uses  a  second  set  of  coils  for  each 
axis  to  control  the  gradient  of  the  magnetic  field.  TU  Delft  reported  that  reinforced 
concrete  in  the  lab  area  causes  the  magnetic  field  to  vary  as  much  as  30  mG  as 
discussed  in  Sec.  2.4.  This  is  similar  to  the  41.5,  -2.1,  and  -2.21  mG  magnetic  vector 
in  the  back  right  corner  of  the  AFIT  Helmholtz  cage  test  plane  caused  by  the  support 
column  in  the  corner  of  the  room. 

4-2.3  Dynamic  Cage  Control  with  STK.  The  results  of  the  cage  control  test 
utilizing  a  magnetic  field  report  generated  in  STK  and  commanded  through  MATLAB 


are  provided  in  Fig.  4.9.  The  “actual”  data  represents  data  recorded  by  the  truth 
magnetometer  for  the  magnetic  field  in  the  center  of  the  Helmholtz  cage  and  the 
“desired”  data  represents  the  magnetic  field  that  a  satellite  in  a  300  km  altitude, 
28°  inclination  orbit  would  experience  in  approximately  1.5  orbits.  The  profiles  are 
similar  and  any  differences  are  likely  just  a  function  of  tolerances  used  in  the  ‘while’ 
loops  within  the  MATLAB  command  script.  For  the  dynamic  control  case  shown  in 
Fig.  4.9  the  actual  and  desired  magnetic  field  components  are  within  +/-3  mG,  +/-9 
mG,  and  +/-  8  mG  in  the  X,  Y,  and  Z  directions  with  error  standard  deviations  of 
1.4,  1.6,  and  1.1  mG  in  the  X,  Y,  and  Z  directions,  respectively. 
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Figure  4.9:  Generated  Magnetic  Field  vs.  Commanded 


The  desired  values  represent  the  magnetic  field  that  a  satellite  would  experience 
in  one  minute  intervals.  The  actual  data  represents  data  that  was  collected  once  the 
script  had  obtained  the  desired  magnetic  field  within  certain  tolerances.  Sometimes 
the  desired  field  was  achieved  within  5  seconds  and  sometimes  it  was  achieved  in  30 
seconds,  so  the  magnetic  field  in  the  cage  currently  does  not  change  at  one  minute 
intervals.  However,  further  development  of  the  closed-loop  control  would  enable  a 
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consistent  time  interval  between  each  step  or  perhaps  ensure  that  the  correct  current 
was  applied  each  time  so  the  cage  would  achieve  the  desired  time  step. 

4-3  On-board  Magnetometer  Analysis 

4-3.1  Magnetometer  Linearity.  The  linearity  of  the  on-board  magnetometer 
was  tested  by  placing  the  truth  magnetometer  directly  over  the  on-board  magnetome¬ 
ter.  The  truth  magnetometer  was  oriented  with  the  cage  reference  frame  while  the 
CubeSat  and  the  cage  shared  the  same  positive  X  direction  and  opposite  Y  and  Z 
directions.  The  magnetic  held  as  reported  by  the  truth  magnetometer  was  increased 
at  100  mG  intervals  in  the  Y  direction  from  0  to  1500  mG  while  holding  the  X  and  Z 
components  at  0  mG.  The  X  and  Z  components  reported  by  the  truth  magnetometer 
increased  with  each  interval  by  approximately  1  mG  displaying  the  effect  of  one  pair 
of  coils  on  the  other  two  coil  pairs.  Before  data  was  collected  from  the  on-board  sensor 
the  X  and  Y  components  were  readjusted  to  0  mG  such  that  each  set  of  test  data  was 
recorded  only  when  the  X  and  Z  components  were  zero.  The  results  of  the  test  are 
displayed  in  Fig.  4.10  and  Fig.  4.11. 

The  Y  component  of  the  magnetic  held  as  shown  in  Fig.  4.10  is  reported  by  the 
on-board  magnetometer  and  is  approximately  linear;  however,  there  is  an  associated 
gain  as  the  on-board  data  grows  at  a  faster  rate  than  the  actual  magnetic  held  from  the 
truth  magnetometer.  There  is  also  an  offset  as  the  on-board  magnetometer  reported 
a  value  of  33  mG  when  the  truth  magnetometer  reported  a  value  of  0  mG.  The  gain 
for  the  Y  component  of  the  magnetic  held  is  approximately  1.26  and  the  offset  is 
33  mG.  Online  forums  for  the  on-board  magnetometer  suggested  that  a  gain  factor 
was  important  to  obtain  precision  data  from  the  magnetometer  when  utilizing  it  in 
a  standard  geomagnetic  held  on  the  surface  of  the  Earth  [51].  A  gain  factor  was  not 
utilized  in  the  attitude  determination  algorithm,  as  discussed  later  in  this  chapter,  but 
it  may  prove  useful  to  increase  the  accuracy  of  the  CubeSat’s  attitude  determination 
capabilities.  A  separate  gain  for  each  axis  may  be  required. 
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Figure  4.10:  Linearity  of  Magnetometer  in  Y 

The  X  and  Z  magnetic  field  data  from  the  on-board  magnetometer  was  also 
recorded  during  the  same  test.  As  previously  mentioned,  the  X  and  Z  components 
according  to  the  truth  magnetometer  were  set  to  0  niG  for  each  data  set.  The  results 
are  displayed  in  Fig.  4.11. 

The  magnetic  field  measured  by  the  on-board  magnetometer  in  the  Z  direction 
as  shown  in  Fig.  4.11  stayed  fairly  consistent  at  20  mG  which  is  the  offset  of  the 
magnetometer  for  the  given  magnetic  held  in  the  Y  direction.  The  magnitude  of  the 
magnetic  held  in  the  X  direction  increased  with  an  increase  in  magnetic  held  in  the 
Y  direction.  The  higher  magnetic  helds  could  be  inducing  a  magnetic  held  across  the 
circuitry  of  the  9  DOF  or  the  on-board  magnetometer  and  truth  magnetometer  may 
not  be  perfectly  orthogonal.  A  difference  of  30  mG  in  the  on-board  magnetometer 
X  direction  based  on  an  increase  in  the  truth  Y  magnitude  of  1500  mG  was  not 
considered  a  big  issue  as  30  mG  represents  only  2%  of  the  applied  held. 
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4-3.2  Reaction  Wheel  Effects  on  On-board  Magnetometer.  The  reaction 
wheels  on-board  the  CubeSat  have  no  apparent  effect  on  the  magnetometer  as  shown 
in  Fig.  4.12.  During  testing  the  on-board  magnetometer  was  located  at  the  top  of 
the  CubeSat  and  not  on  the  C&DH  board. 
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Figure  4.12:  X  Axis  Reaction  Wheel  Effects  on  Magnetometer 
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The  on-board  magnetometer  output  was  recorded  as  the  reaction  wheel  corre¬ 
lating  to  rotation  about  the  X-axis  was  commanded  to  5000  rpm.  Markers  on  Fig. 
4.12  represent  the  data  sample  at  which  the  wheel  was  commanded  to  a  speed,  when 
the  wheel  reaches  that  speed  according  to  the  command  code,  and  when  the  wheel 
was  commanded  off.  The  magnetometer  is  not  affected  by  the  X-axis  reaction  wheel 
as  it  is  cycled  through  an  operation.  Testing  with  the  Z  and  Y  axis  wheels  had  similar 
results  with  no  apparent  effect  on  the  on-board  magnetometer.  Later  testing  proved 
that  the  reaction  wheels  impact  the  magnetic  field  within  approximately  2” . 

4-3.3  Magnetometer  Offset.  Offset  testing  of  a  magnetometer  is  performed 
by  rotating  the  magnetometer  about  each  axis.  The  results  per  axis  should  be  a 
circular  mapping  of  the  magnetic  field  centered  around  zero.  The  X  and  Z  on-board 
magnetometer  offset  was  tested  for  inertial  magnetic  components  of  {0,  0,  —1}  G  and 
{0, 1.5,  0}  G  in  X,  Y,  and  Z  respectively  as  recorded  by  the  truth  magnetometer  when 
it  was  placed  directly  over  the  CubeSat  on-board  magnetometer.  The  CubeSat  was 
oriented  such  that  the  +Z  body  axis  was  in  the  -Z  inertial  direction.  The  truth 
magnetometer  was  removed  just  before  rotating  the  CubeSat  about  the  Z  body  axis 
in  both  scenarios. 

Testing  with  the  magnetic  field  in  the  -Z  direction  of  the  cage  showed  that  the 
magnitude  in  the  Z  direction  of  the  on-board  magnetometer  would  jump  from  1576  to 
4096  mG  in  the  high  magnetic  field  environment  of  -1.5  G  in  the  inertial  Z  axis.  For 
the  first  offset  test  this  value  was  reduced  to  -1G  to  prevent  possible  discontinuities 
in  the  X  and  Y  magnetic  components  as  calculated  by  the  on-board  magnetometer. 
The  on-board  magnetometer  magnetic  field  components  were  recorded  and  mapped 
in  Fig.  4.13. 

The  resulting  ellipse  is  centered  at  approximately  26  mG  in  the  Y  direction  and 
-50  mG  in  X  providing  the  offset  values.  The  ellipse  is  also  roughly  circular  so  no 
gains  would  be  necessary  for  achieving  a  circular  mapping. 
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Figure  4.13:  On-Board  Magnetometer  Offset  with  Bzi  =  —  1  G 


In  the  second  offset  test,  the  magnetic  field  of  the  cage  was  set  to  1.5  G  as 
per  the  truth  magnetometer  in  the  positive  Y  inertial  direction  to  test  the  offset 
of  the  on-board  magnetometer  in  the  1.5  G  environment  as  attitude  determination 
testing  would  utilize  this  value  for  testing.  The  CubeSat  was  placed  in  a  {0, 1.5,  0} 
G  environment  for  the  cage  X,  Y,  Z  directions,  respectively.  Results  of  rotating  the 
CubeSat  around  its  Z-axis  in  this  environment  are  provided  in  Fig.  4.14. 

The  on-board  magnetometer  experienced  a  similar  discontinuity  in  the  X  direc¬ 
tion  to  that  experienced  in  the  Z  direction  when  testing  with  an  Z%  magnetic  held. 
No  discontinuities  occurred  in  the  Y  direction.  Note  that  the  magnetometer  is  rated 
for  +/-  4  G  according  to  the  spec  sheet  [24],  Ignoring  the  discontinuities  the  resulting 
ellipse  is  centered  around  approximately  43  mG  in  the  Y  direction  and  approximately 
-70  mG  in  the  X  direction.  The  ellipse  is  roughly  circular.  The  offset  of  this  scenario 
differs  slightly  from  the  offset  of  the  first  scenarios  indicating  that  the  offset  is  a  func¬ 
tion  of  magnetic  held  direction  and  magnitude.  Based  on  this  information,  the  most 
accurate  data  from  the  magnetometer  would  be  achieved  by  calculating  the  offset 
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Figure  4.14:  On-board  Magnetometer  Offset  in  1.5  G  Yt  Environment 

for  each  possible  inertial  magnetic  field  vector  and  applying  the  appropriate  gain  as 
discussed  in  Sec.  4.3.1. 

4-4  CubeS at  Attitude  Determination 

4-4-1  OFQEA  Testing  with  Magnetic  Field  in  —Zi.  The  optimal  fast  quate- 
rion  estimation  algorithm  (OFQEA)  [16]  was  first  tested  by  placing  flashlights  in  the 
{1,0,  0}j  direction  illuminating  towards  the  center  of  the  cage  and  the  cage  generating 
a  magnetic  held  of  {0,  0,  —2 };  G.  The  truth  magnetometer  was  attached  directly  over 
the  CubeSat  to  record  the  initial  inertial  magnetic  held  properties  and  then  removed 
for  testing.  The  CubeSat  was  rotated  by  hand  on  a  compass  rose  in  a  counter  clock¬ 
wise  direction  about  the  CubeSat  +Z  axis  and  the  Cage  -Z  axis  as  shown  in  Fig.  3.14 
and  discussed  in  Sec.  3.7.  Accuracy  of  the  by  hand  rotation  was  well  within  +/-  1° 
and  therefore  serves  as  the  truth  rotation.  Further  setup  for  this  test  is  described  in 
Sec.  3.7.  The  yaw  or  ‘3’  Euler  angle  representation  from  a  1-2-3  rotation  as  calculated 
on-board  the  CubeSat  from  the  quaternions  of  the  OFQEA  also  calculated  on-board 
the  CubeSat  are  shown  in  Fig.  4.15.  The  maximum  error  in  this  testing  was  19°. 
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Telemetry  from  the  CubeSat  demonstrated  that  the  yaw  angle  about  the  Zb  axis 
matched  the  Sun  azimuth  calculations  and  that  the  magnetometer  therefore  had  little 
effect  on  the  yaw  calculation  in  this  configuration,  hence  Fig.  4.15  also  represents  the 
azimuth  angle  calculated  from  Sun  sensor  data  for  a  rotation  about  Zb  with  the  Sun 
vector  in  the  {1,0,  0}j.  Sun  sensor  readings  were  low  registering  10  units  when  a 
sensor  was  directly  facing  the  lights  out  of  a  possible  1000+  units.  Extra  flashlights 
were  added  for  higher  rotation  angles  starting  with  98°,  however  the  sensor  reading 
only  improved  to  14  units.  Data  points  highlighted  in  red  in  Fig.  4.15  represent  data 
with  more  flashlights.  Two  data  points  exist  at  98°  one  with  the  added  flashlights 
and  one  without.  The  error  at  this  point  decreased  from  8°  to  4°  with  the  addition  of 
flashlights.  Error  would  likely  decrease  for  all  angle  calculations  with  the  addition  of 
more  light.  However,  it  is  possible  with  an  increase  in  light  that  the  light  could  reflect 
off  the  side  of  the  cage  opposite  the  flashlights  or  even  the  paint  on  the  wall  which 
could  theoretically  increase  the  error.  Fortunately,  the  algorithm  currently  utilizes 
the  maximum  value  of  the  two  sensors  on  an  axis  which  negates  the  issue  of  reflected 
light. 
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4-4- 2  OFQEA  Testing  with  Magnetic  Field  in  Yt.  The  OFQEA  was  tested 
again  by  placing  flashlights  in  the  {1,  0,  0}*  direction  and  generating  a  magnetic  field 
of  {0, 1.5,  0}j  G.  Additional  flashlights  were  added  on  top  of  those  mentioned  in  the 
previous  test  so  that  maximum  Sun  sensor  values  were  at  25  units.  Results  are  shown 
in  Fig.  4.16. 
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Figure  4.16:  Yaw  Accuracy 


+  Weights=1 ,  WeightM=3  (MATLAB) 
o  Weights=3,WeightM=1  (MATLAB) 

+  Weights=WeightM=1  (Test  Data) 
o  Magnetometer  Overload  (Test  Data) 


Fig.  4.16  displays  the  actual  test  data  where  the  on-board  Sun  sensors  and 
magnetometer  have  equal  weights  Weights  and  W eight m,  respectively,  as  part  of 
Eqn.  2.21.  During  the  latter  portion  of  the  test,  the  magnetometer  values  jumped 
to  4096,  or  saturation,  changing  the  on-board  calculated  magnetic  field  in  the  body 
frame  affecting  the  body  magnetic  unit  vector  used  for  calculations.  The  affected 
angles  are  represented  by  red  circles.  Effectively  the  Y  and  Z  components  contributed 
less  to  the  body  magnetic  unit  vector  affecting  the  accuracy  of  the  Euler  angles.  This 
could  be  changed  by  reducing  the  inertial  magnetic  field  to  1.2  G  or  lower  based  on 
data  from  Figs.  4.14  and  4.10.  MATLAB  code  was  later  generated  that  matched 
the  test  data  exactly  and  then  modified  for  different  weights  for  the  Sun  sensor  and 
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magnetometer  of  1  and  3  and  then  vice  versa.  This  data  was  also  plotted  in  Fig.  4.16. 
Equally  weighting  of  1  for  the  two  sensors  provided  the  greatest  accuracy. 

The  error  between  the  actual  rotation  about  the  body  Z  axis  and  the  rotation 
calculated  by  the  CubeSat  are  provided  in  Table  4.4. 

Table  4.4:  Accuracy  of  OFQEA 


Truth  Angle  (Degrees) 

Error  (Degrees) 

0 

1.7 

5 

-0.76 

10 

-3.10 

15 

-2.27 

20 

-3.15 

25 

-4.29 

30 

-5.55 

35 

-5.01 

40 

-4.88 

45 

-3.09 

50 

0.21 

55 

2.47 

60 

4.37 

65 

3.57 

70 

2.82 

75 

8.73 

80 

8.11 

85 

4.30 

90 

0.35 

Worst  case,  the  error  was  less  than  6°  except  for  the  cases  of  75°  and  80°. 
However,  these  larger  errors  occurred  when  the  on-board  magnetometer  experienced 
the  discontinuity  in  the  X  component.  Discontinuities  also  occurred  at  85°  and  90° 
however  these  angles  would  be  less  effected  by  the  discontinuity  as  the  magnetic  field 
body  vector  Y  and  Z  components  for  this  rotation  are  small  in  magnitude  and  therefore 
have  less  of  an  impact  on  attitude  determination.  Effectively,  this  unit  vector  in  the 
body  frame  would  be  roughly  {0,0, —1}  and  it  does  not  matter  if  the  full  vector 
was  {0,0,  —4096}  or  {0,0,  —1800}.  With  the  data  as  is  the  average  error  was  3.62°. 
Theoretically,  the  mean  and  maximum  error  from  0°  to  45°  should  equal  the  mean 
and  maximum  error  from  45°  and  90°  as  the  CubeSat  has  rotational  symmetry  about 
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the  axis  .  By  using  the  values  from  0°  to  45°  a  maximum  error  of  5.55°  and  mean 
error  of  3.38°  is  achieved. 

If  the  CubeSat  relied  solely  on  the  Sun  sensors  for  attitude  determination  during 
this  test  the  resulting  roll  angle  would  have  been  the  opposite  direction  but  same 
magnitude  as  the  angles  shown  in  Fig.  4.17. 


Figure  4.17:  Sun  Azimuth  Angle 


The  Sun  azimuth  angles  represent  the  horizontal  angle  from  the  Xj>  axis  to 
the  Sun  vector.  The  flashlights  were  at  the  same  level  as  the  Sun  sensors  thus  the 
elevation  angle  is  0°.  The  overall  accuracy  of  the  Sun  sensors  did  improve  with  added 
flashlights  as  compared  to  the  accuracy  as  depicted  in  Fig.  4.15;  however,  the  addition 
of  the  on-board  magnetometer  OFQEA  algorithm  greatly  improved  the  accuracy  by 
reducing  the  error  from  15°  as  shown  in  Fig.  4.17  to  6°  as  shown  previously  in  Fig. 
4.16. 

Similar  to  the  yaw  error,  roll  and  pitch  error  increased  when  the  weights  were 
not  equal.  The  roll  angle  in  the  1-2-3  rotation  sequence  was  effectively  0°  and  the 
truth  pitch  angle  was  approximately  -180°.  Roll  corresponds  to  the  CubeSat  rotating 
around  the  Yl  axis  and  the  error  in  this  test  was  within  tenths  of  a  degree.  For 
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many  CubeSat  applications,  this  tenths  of  a  degree  is  a  very  acceptable  error.  On¬ 
board  magnetometer  offsets  were  probably  a  cause  of  error  in  this  scenario.  Also 
the  truth  magnetometer  and  on-board  magnetometer  may  not  have  been  perfectly 
aligned.  Pitch  corresponds  to  the  CubeSat  rotating  about  the  Zb  axis  and  the  error 
was  within  three  degrees.  Error  is  again  from  the  on-board  magnetometer  offset  and 
possible  misalignment.  The  stand  was  leveled  as  best  as  possible  but  some  error  likely 
comes  from  a  tilt  of  the  stand. 

4-4-3  Optimal  Method  vs.  TRIAD.  As  mentioned  in  Chapter  2,  OFQEA 
results  have  only  been  simulated  and  compared  to  simulated  results  of  the  TRIAD 
algorithm  in  [16].  ft  was  demonstrated  in  the  simulations  that  the  TRIAD  estimate 
was  almost  as  accurate  as  the  optimal  estimate.  In  this  thesis,  the  OFQEA  was 
implemented  on  the  CubeSat  and  actual  test  data  with  estimated  Euler  angles  was 
produced  as  demonstrated  in  Sec.  4.4.  The  raw  data  from  the  on-board  magnetome¬ 
ter  and  the  Sun  sensors  was  also  used  in  post  processing  to  compute  the  TRIAD 
Euler  angles  via  MATLAB.  The  yaw  Euler  angle  representations  of  both  the  OFQEA 
CubeSat  test  and  the  TRIAD  MATLAB  simulation  is  provided  in  Fig.  4.18. 

As  confirmed  in  Fig.  4.18,  in  a  hardware  demonstration  the  OFQEA  is  more 
accurate  than  the  TRIAD  method  as  demonstrated  in  MATLAB  simulations,  which 
is  to  be  expected  because  OFQEA  is  an  optimized  algorithm.  In  [16],  it  was  noted 
that  there  were  “marginal  gains”  in  accuracy  over  the  TRIAD  method;  however,  in 
this  test  scenario  the  TRIAD  method  had  yaw  errors  up  to  15°  when  the  OFQEA 
has  yaw  errors  no  greater  than  6°  not  including  the  75°  to  90°  when  the  on-board 
magnetometer  incurred  a  discontinuity.  Pitch  error  was  similar  for  both  algorithms 
with  the  truth  pitch  angle  of  -180°,  but  the  rotation  angle  was  not  varied  over  a 
wide  span  of  angles.  A  separate  test  with  a  larger  variation  of  the  angle  would  likely 
confirm  that  the  OFQEA  is  more  accurate  than  TRIAD.  The  TRIAD  roll  error  was 
more  accurate  than  the  OFQEA  with  a  truth  rotation  of  0°  but  the  errors  are  within 
tenths  of  a  degree  of  each  other.  The  OFQEA  was  coded  in  the  Arduino  language 
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using  user  written  cross  product,  normalization,  and  dot  product  functions  along  with 
matrix  math  written  in  long  form.  It’s  possible  that  some  significant  factors  did  not 
carry  through  in  the  code  affecting  the  accuracy  of  the  test  data  to  within  tenths 
of  a  degree  whereas  the  MATLAB  TRIAD  code  was  written  in  11  lines  and  utilizes 
MATLAB’s  built-in  functions  and  ability  to  perform  matrix  multiplication  hence  the 
TRIAD  roll  angle  of  exactly  0°. 

4-5  Summary 

Chapter  IV  presented  the  results  and  analysis  of  performance  tests.  The  mag¬ 
netic  field  at  the  center  of  the  cage  is  influenced  by  a  steel  desk  at  one  corner  of  the 
cage  and  a  support  column  at  another  corner.  The  cage  is  capable  of  achieving  +/-2 
G  in  the  X  and  Z  directions  but  is  only  capable  of  +1.5  and  -1.7  G  in  the  Y  direction 
as  a  function  of  the  power  supplies  utilized  for  the  Y  axis  control.  The  cage  is  capable 
of  simulating  the  on-orbit  dynamic  geomagnetic  held  within  certain  tolerances. 
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Testing  of  the  on-board  magnetometer  showed  that  the  magnetometer  appears 
to  saturate  in  the  X  and  Z  directions  when  the  ambient  magnetic  held  is  above  1.2 
G.  Also  it  was  shown  that  the  magnetometer  is  not  influenced  by  the  reaction  wheels 
when  the  on-board  magnetometer  is  at  the  end  of  the  CubeSat  opposite  of  the  reac¬ 
tion  wheels.  The  optimal  method  was  proven  to  provide  yaw  attitude  determination 
within  6°  with  a  Sun  vector  in  the  +Xj  direction  and  the  magnetic  vector  in  the  JrYl. 
Accuracy  of  the  yaw  attitude  determination  when  the  magnetic  vector  was  in  the  — 
was  within  19°. 
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V.  Conclusions  and  Recommendations  for  Future 

Development 

5. 1  Summary 

This  research  was  focused  on  building  a  Helmholtz  cage  to  control  the  magnetic 
held  at  the  center  of  the  cage  where  an  attitude  control  algorithm  was  tested  on 
an  engineering  development  unit  (EDU)  CubeSat.  The  selected  algorithm  has  not 
been  tested  in  satellite  hardware  before  and  is  dependent  upon  a  light  source  and  the 
magnetic  held  generated  by  the  cage.  Chapter  1  provided  the  goals  of  this  research 
including  the  goal  to  build  a  Helmholtz  cage  to  enable  future  testing  of  a  CubeSat 
and  implementing  an  attitude  determination  algorithm  on-board  a  3U  CubeSat  with 
a  long-term  goal  of  enabling  AF1T  to  build  a  CubeSat  for  launch.  These  goals  were 
met  in  this  research  effort. 

Chapter  If  provided  the  background  on  CubeSats,  attitude  sensors,  the  geomag¬ 
netic  held,  Helmholtz  coils  and  cages,  and  several  attitude  determination  algorithms. 
Chapter  111  builds  upon  the  information  provided  in  Chapter  11  to  design  and  build 
the  AF1T  Helmholtz  cage.  Also,  a  description  of  the  MATLAB  dynamic  cage  control 
script  is  provided  in  Chapter  111  as  is  a  description  of  how  the  cage  was  tested.  Chap¬ 
ter  Ill  also  includes  a  description  of  the  Sun  sensors  and  magnetometer  on-board  the 
CubeSat.  The  reasoning  for  selecting  the  optimal  fast  quaternion  estimation  algo¬ 
rithm  (OFQEA)  is  discussed  in  Chapter  III  as  is  the  methodology  for  testing  OFQEA 
on-board  the  CubeSat. 

Finally,  Chapter  IV  provides  the  results  and  analysis  of  the  cage  and  attitude 
determination  tests.  First,  an  analysis  of  the  impact  of  ferromagnetic  items  in  the 
classroom  environment  is  analyzed  followed  by  a  survey  of  the  geomagnetic  field  in  the 
room  pre-cage.  The  resultant  magnetic  field  capability  is  provided  as  is  a  discussion 
on  the  ability  of  the  cage  to  zero  the  geomagnetic  field  across  the  test  plane.  A  support 
column  in  the  corner  of  the  room  and  a  steel  desk  are  affecting  the  uniformity  of  the 
held.  The  steel  desk  is  to  be  replaced  with  an  all  aluminum  desk  and  the  cage  can 
either  be  moved  from  the  corner  to  minimize  the  effects  of  the  support  column,  or  the 
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magnetic  field  across  the  test  plane  can  be  characterized  for  a  desired  magnetic  held. 
Also  in  Chapter  IV  is  an  analysis  of  the  cage’s  ability  to  model  the  geomagnetic  held 
on-orbit  which  showed  that  the  cage  is  capable  of  achieving  the  desired  magnetic  held 
within  certain  tolerances. 

Further  analysis  in  Chapter  IV  showed  that  the  on-board  magnetometer  is  lin¬ 
ear,  but  has  an  associated  gain  and  offset  as  was  demonstrated  for  the  Y  component 
of  the  on-board  magnetometer  data.  The  reaction  wheels  are  shown  to  have  no  effect 
on  the  on-board  magnetometer  during  any  operation  of  the  reactions  wheels.  The  on¬ 
board  magnetometer  should  not  be  placed  within  2”  of  the  reaction  wheel  assembly. 
An  analysis  of  the  performance  of  the  OFQEA  as  tested  in  hardware  is  provided  in 
Chapter  IV  along  with  an  analysis  of  the  effects  of  different  weighting  on  sensors  and 
a  simulated  comparison  to  the  Tri-Axial  Attitude  Determination  System  (TRIAD) 
algorithm.  The  CubeSat  is  capable  of  determining  its  rotation  about  the  longitudinal 
axis  to  within  6°  when  the  Sun  vector  and  magnetic  vector  are  on  the  plane  perpen¬ 
dicular  to  the  axis  of  rotation.  The  6°  accuracy  of  the  OFQEA  attitude  estimate  in 
this  scenario  is  shown  to  be  better  than  the  15°  accuracy  of  the  TRIAD  algorithm. 

5. 2  Conclusions 

The  AFIT  Helmholtz  cage  is  capable  of  achieving  magnetic  holds  of  +/-  2  Gauss 
in  the  X  (North)  and  Z  (Vertical)  directions  in  testing  as  desired.  Greater  magnetic 
holds  are  possible;  however,  the  truth  magnetometer  does  not  measure  above  this 
value  so  there  is  no  way  of  confirming  the  exact  magnetic  values  above  this  measure. 
In  the  Y  (East)  direction  the  achievable  magnetic  held  is  only  -1.692  G  to  1.506  G  as 
a  function  of  the  power  supply  utilized  for  this  coil.  If  the  power  supply  is  replaced  by 
the  same  power  supplies  as  thosed  used  for  the  X  and  Z  coils  then  the  desired  +/-2 
G  is  fully  achievable.  The  cage  was  successfully  connected  to  STK  and  can  easily 
simulate  the  geomagnetic  held  a  satellite  would  experience  on  orbit. 
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The  ambient  magnetic  field  of  the  cage  does  have  an  effect  on  the  homogene¬ 
ity  of  the  generated  field.  However,  the  homogeneity  would  improve  by  moving  the 
cage  further  away  from  the  corner  which  has  a  large  concrete  column  with  ferro¬ 
magnetic  material  and  by  removing  the  steel  desk  nearby.  The  field  could  then  be 
re-characterized  such  that  knowledge  of  the  magnetic  vector  in  one  location  provides 
knowledge  of  the  magnetic  vector  on  the  rest  of  the  test  plane. 

Without  the  Helmholtz  cage,  it  would  be  extremely  difficult  to  verify  that  the 
on-board  magnetometer  outputs  for  the  X,  Y,  and  Z  components  of  the  magnetic 
field  actually  correspond  to  the  X,  Y,  and  Z  directions.  The  on-board  magnetometer 
is  linear  with  respect  to  a  linear  increase  in  the  magnetic  field;  however,  there  is  an 
associated  gain  and  a  discontinuity  that  occurs  in  the  X  and  Z  components  of  the  on¬ 
board  magnetometer  when  its  reading  is  above  1.5  G  or  when  the  truth  magnetometer 
reads  approximately  1.2  G  or  above.  The  discontinuity  appears  as  saturation  and  so 
far  only  occurs  with  the  X  and  Z  outputs  of  the  on-board  magnetometer. 

The  magnetometer  was  moved  from  the  C&DH  card  to  the  end  of  the  CubeSat 
furthest  from  the  bus  as  the  C&DH  card  has  a  circuit  that  generates  its  own  magnetic 
field  when  introduced  to  a  high  magnetic  field  generated  by  the  cage.  All  of  the  other 
cards  including  the  EPS  and  battery  board  as  well  as  the  reaction  wheel  assembly  of 
the  CubeSat  were  tested  for  induced  magnetic  fields  in  the  high  magnetic  field  envi¬ 
ronment  and  all  had  a  negligible  impact.  It  was  also  confirmed  that  the  three  reaction 
wheels  do  not  have  an  effect  on  the  on-board  magnetometer  when  the  magnetometer 
is  at  the  end  of  the  CubeSat. 

With  the  flashlight  aligned  with  the  X  axis  and  the  magnetic  field  aligned  with 
the  Z  axis  the  yaw  accuracy  achieved  by  the  optimal  fast  quaternion  estimation  al¬ 
gorithm  (OFQEA)  as  calculated  by  the  CubeSat  was  within  19°  as  the  attitude  de¬ 
termination  relied  solely  on  the  Sun  sensors.  When  the  flashlights  and  magnetic 
field  were  both  on  the  X-Y  plane,  the  OFQEA  provided  yaw  estimates  accurate  to 
within  6°  if  the  magnetometer  was  not  saturated.  A  MATLAB  simulation  utilizing 
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the  raw  data  from  the  test  showed  that  equally  weighting  the  Sun  sensors  and  mag¬ 
netometer  provided  better  accuracy  than  weights  of  1  and  3  for  the  Sun  sensor  and 
magnetometer  respectively  and  vice  versa.  The  raw  data  was  also  utilized  to  compare 
the  accuracy  of  the  TRIAD  method  as  computed  via  MATLAB  versus  the  OFQEA 
test  data.  TRIAD  had  significant  errors  up  to  15°  compared  to  the  6°  error  as  per 
OFQEA.  The  most  likely  reason  for  the  error  is  the  fact  that  OFQEA  is  an  optimized 
method  which  minimizes  Wahba’s  cost  function  as  defined  in  Chapter  II.  Based  on  the 
testing  performed  in  this  paper,  OFQEA  is  an  acceptable  algorithm  for  calculating  a 
spacecraft’s  attitude  to  within  6°  if  similar  hardware  is  used. 

5.3  Recommendations  for  Future  Development 

5.3.1  Finalizing  the  Cage.  The  permanent  plastic  coil  supports  should  be 
installed  to  prevent  conduction  between  the  coils  and  the  outer  cage  support  and 
the  permanent  aluminum  desk  should  completed  and  installed  so  that  there  is  a 
location  for  the  laptop  that  controls  the  power  supplies  and  reads  data  from  the  truth 
magnetometer.  The  desk  should  also  include  the  rack  for  the  power  supplies  as  well  as 
a  spot  for  the  switch  relays.  Replacing  the  Y  coil  power  supply  with  a  power  supply 
similar  to  those  used  for  the  X  and  Z  coils  would  permit  a  magnetic  held  in  the  Y 
direction  of  at  least  +/-  2  G. 

Once  the  relays  are  installed,  the  MATLAB  dynamic  cage  control  script  for  con¬ 
trolling  the  power  supplies  will  need  to  be  adjusted  so  that  it  commands  the  power 
supply  that  controls  the  switch  relays.  The  control  algorithm  could  be  updated  with 
tighter  tolerances  and  improved  closed-loop  control  to  produce  a  desired  magnetic 
held.  The  timing  at  which  the  cage  achieves  the  desired  magnetic  held  could  be  mod¬ 
ified  so  that  the  produced  magnetic  held  occurs  at  the  time  intervals  provided  in  the 
STK  geomagnetic  held  report.  A  graphical  user  interface  (GUI)  for  the  dynamic  cage 
control  script  would  be  benehcial  for  the  user  by  enabling  the  cage  to  be  commanded 
graphically  to  a  static  magnetic  held  or  to  modify  parameters  of  the  geomagnetic  held 
report  from  STK  such  as  the  time  step  or  number  of  orbits  the  cage  should  simulate. 


In  order  to  produce  a  more  uniform  field  over  the  entire  test  volume,  the  cage 
should  be  moved  further  away  from  the  corner  of  the  room  as  the  support  column 
is  affecting  the  magnetic  held  in  that  corner  of  the  cage;  however  this  may  not  be 
possible  due  to  space  constraints  in  the  classroom.  The  steel  desk  should  also  be 
removed  to  produce  a  more  uniform  held  over  the  entire  test  volume.  A  completely 
uniform  held  is  not  necessary  as  objects  tested  in  the  cage  will  likely  be  within  the 
small  area  of  minimal  variation  at  the  center  of  the  cage  and  as  long  as  external 
influences  on  the  ambient  magnetic  held  are  static  the  variation  of  the  held  can  be 
accounted  for  in  testing. 

5.3.2  Attitude  Determination.  Any  magnetometer  used  in  future  testing 
should  be  tested  for  discontinuities,  gains,  and  offsets.  If  the  same  magnetometer  is 
to  be  used,  the  magnetic  held  as  calculated  by  the  truth  magnetometer  should  not 
exceed  1.2  G  to  prevent  saturation.  Adding  more  light  to  the  Sun  simulator  may 
increase  the  accuracy  of  the  attitude  determination,  but  it  is  likely  worthwhile  to 
explore  other  sensors.  For  example,  star  sensors  could  be  tested  by  adding  LEDs  to 
the  cage  as  described  in  [52], 

Future  iterations  of  attitude  determination  via  the  test  CubeSat  could  incorpo¬ 
rate  different  algorithms  including  the  optimized  QUEST  algorithm  described  in  Sec. 
2. 6. 2. 2.  Future  research  should  also  include  Kalman  hlters.  The  gyroscopes  on-board 
the  9  DOF  could  be  used  to  update  the  attitude  estimate  between  sensor  collections 
should  the  CubeSat  rotate  at  a  rate  high  enough  that  the  sample  rate  of  the  sensors 
does  not  provide  an  accurate  enough  estimate  of  attitude.  Also,  the  inertial  magnetic 
vector  could  be  calculated  on-board  the  CubeSat  from  time  data  from  STK  or  perhaps 
with  location  data  from  STK  representing  an  on-board  GPS  resulting  in  an  inertial 
magnetic  vector  that  is  calculated  on-board  from  IGRF  tables.  This  would  provide 
for  a  more  dynamic  attitude  determination  test. 

A  better  truth  rotation  device  than  the  compass  rose  could  be  installed  to 
enable  dynamic  rotation  analysis.  A  video  camera  is  one  possible  method  or  a  non- 
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ferromagnetic  digital  rotation  sensor.  Adding  a  non-ferromagnetic  air  bearing  would 
also  greatly  aid  in  possible  future  3-axis  attitude  determination  or  control  testing.  A 
short  term  solution  providing  rotation  about  one  axis  would  be  to  suspend  the  test 
specimen  from  a  non-ferromagnetic  cable  attached  to  the  top  of  the  cage. 

5.4  Future  Applications  of  the  Helmholtz  Cage 

The  Helmholtz  cage  could  also  be  utilized  to  test  not  only  space  concepts  but 
also  concepts  like  geomagnetic  navigation  on  a  small  scale,  magnetoresistive  materials 
[53],  or  magnetorheological  fluids  which  respond  to  a  magnetic  held  with  an  increase 
in  viscosity  [53].  From  a  space  related  standpoint,  the  Helmholtz  cage  provides  AF1T 
the  opportunity  to  further  design,  test,  and  evaluate  satellite  concepts.  Not  only 
can  more  attitude  determination  algorithms  be  tested  with  the  Helmholtz  cage,  but 
different  sensors  can  be  tested  in  combination  with  the  magnetometer.  Torque  coils 
as  an  attitude  control  method  can  also  be  tested.  If  the  torque  coils  are  designed  to 
operate  in  the  frictionless  environment  of  space  but  do  not  work  in  testing  due  to  air 
drag,  the  ambient  magnetic  held  could  be  increased  to  overcome  the  drag.  Magnetic 
issues  such  as  the  residual  dipole  of  a  satellite  can  be  analyzed.  Testing  of  magnetic 
payloads  and  magnetometer  verification  are  just  examples  of  other  test  applications 
of  the  AF1T  Helmholtz  cage.  Other  universities  could  utilize  AFIT’s  cage  for  testing 
their  torque  coils,  CubeSats,  and  magnetic  payloads.  The  cage  is  the  solution  for 
testing  and  verifying  a  magnetic  component  of  any  AF1T  CubeSat,  whether  that 
component  is  only  for  educational  purposes  or  built  for  launch. 
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